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PROSTHETIC VALVES AND RELATED
INVENTIONS

CROSS REFERENCE TO RELATED
APPLICATIONS

This application claims priority under 35 U.S.C. §371 to,
and is a U.S. national phase application of, International
Application No. PCT/US2012/050579, filed Aug. 13, 2012,
which claims priority to and the benefit of U.S. Provisional
Application Ser. No. 61/522,542, filed Aug. 11, 2011; U.S.
Provisional Application Ser. No. 61/522,468, filed Aug. 11,
2011; U.S. Provisional Application Ser. No. 61/522,450,
filed Aug. 11, 2011; U.S. Provisional Application Ser. No.
61/522,476, filed Aug. 11, 2011; U.S. Provisional Applica-
tion Ser. No. 61/523,134, filed Aug. 12, 2011; U.S. Provi-
sional Application Ser. No. 61/564,462, filed Nov. 29, 2011;
and U.S. Provisional Application Ser. No. 61/615,264, filed
Mar. 24, 2012, the disclosures of which are incorporated
herein by reference in their entireties.

STATEMENT REGARDING FEDERALLY
SPONSORED RESEARCH OR DEVELOPMENT

No federal government funds were used in researching or
developing this invention.

NAMES OF PARTIES TO A JOINT RESEARCH
AGREEMENT

Not applicable.

SEQUENCE LISTING INCLUDED AND
INCORPORATED BY REFERENCE HEREIN

Not applicable.
BACKGROUND

1. Field of the Invention

This invention relates to various improvements for pros-
thetic valves, including but not limited to transcatheter
mitral valve replacement prosthetics and delivery devices
therefor.

2. Background of the Invention

The current state of knowledge is as follows.

Valvular heart disease and specifically aortic and mitral
valve disease is a significant health issue in the US. Annually
approximately 90,000 valve replacements are conducted in
the US. Traditional valve replacement surgery, the ortho-
topic replacement of a heart valve, is an “open heart”
surgical procedure. Briefly, the procedure necessitates sur-
gical opening of the thorax, the initiation of extra-corporeal
circulation with a heart-lung machine, stopping and opening
the heart, excision and replacement of the diseased valve,
and re-starting of the heart. While valve replacement surgery
typically carries a 1-4% mortality risk in otherwise healthy
persons, a significantly higher morbidity is associated to the
procedure largely due to the necessity for extra-corporeal
circulation. Further, open heart surgery is often poorly
tolerated in elderly patients.

Thus, if the extra-corporeal component of the procedure
could be eliminated, morbidities and the costs of valve
replacement therapies would be significantly reduced.

While replacement of the aortic valve in a transcatheter
manner has been the subject of intense investigation, lesser
attention has been focused on the mitral valve. This is in part
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reflective of the greater level of complexity associated to the
native mitral valve apparatus and thus a greater level of
difficulty with regards to inserting and anchoring the
replacement prosthesis.

Several designs for catheter-deployed (transcatheter) aor-
tic valve replacement are under various stages of develop-
ment. The Edwards SAPIEN transcatheter heart valve is
currently undergoing clinical trial in patients with calcific
aortic valve disease who are considered high-risk for con-
ventional open-heart valve surgery. This valve is deployable
via a retrograde transarterial (transfemoral) approach or an
antegrade transapical (transventricular) approach. A key
aspect of the Edwards SAPIEN and other transcatheter
aortic valve replacement designs is their dependence on
lateral fixation (e.g. tines) that engages the valve tissues as
the primary anchoring mechanism. Such a design basically
relies on circumferential friction around the valve housing or
stent to prevent dislodgement during the cardiac cycle. This
anchoring mechanism is facilitated by, and may somewhat
depend on, a calcified aortic valve annulus. This design also
requires that the valve housing or stent have a certain degree
of rigidity.

At least one transcatheter mitral valve design is currently
in development. The Endovalve uses a folding tripod-like
design that delivers a tri-leaflet bioprosthetic valve. It is
designed to be deployed from a minimally invasive transa-
trial approach, and could eventually be adapted to a trans-
venous atrial septotomy delivery. This design uses “propri-
etary gripping features” designed to engage the valve
annulus and leaflets tissues. Thus the anchoring mechanism
of this device is essentially equivalent to that used by
transcatheter aortic valve replacement designs.

One problem involves the repetitive deformation of the
nitinol wire material commonly used in the manufacture of
stented valves. Fatigue fractures of the metal wire material
can result in a catastrophic structural failure whereby the
valve support structure weakens and breaks. Although fail-
ure of a single wire may not necessarily cause a structural
collapse of the entire valve, over time, this possibility
becomes a practical reality. When the consequence of valve
failure means the death of the patient, the importance cannot
be overstated.

Various problems continue to exist in this field, including
problems with perivalvular leaking around installed pros-
thetic valve, lack of a good fit and stability for the prosthetic
valve within the native mitral annulus, atrial tissue erosion,
excess wear on the metallic structures, interference with the
aorta at the posterior side of the mitral annulus, difficulties
in deployment and retrieval, and lack of customization, to
name a few. Accordingly, there exists a need for the
improvement inventions disclosed herein.

BRIEF SUMMARY OF THE INVENTION

The present invention relates to improvements for pros-
thetic valves intended to be deployed into a closed beating
heart using a transcatheter delivery system. The invention
provides improved stability, in-growth of the prosthetic,
maintains structural integrity over large cycles, addresses
biocompatibility issues, addresses commissural regurgita-
tion, and addresses hemocompatibility issues. Additionally,
the invention addresses problems related to unwanted buck-
ling of the material, lack of sealing of the prosthetic valve
within the valvular annulus, unwanted twisting of fabrics,
and difficulties arising from elasticity during attachment of
the cover to the stent.
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Improved Surfaces

In a preferred embodiment, there is provided a multi-layer
cover for a prosthetic heart valve having an expandable
tubular stent and an expandable internal leaflet assembly,
wherein said stent is a tubular wire-form having an interior
wall and an exterior wall, and wherein said leaflet assembly
is disposed within the stent to form a valve and is comprised
of stabilized tissue or synthetic material, wherein the multi-
layer cover comprises at least two layers of stabilized tissue
or synthetic material, a first layer comprised of a polyester
material and a second layer comprised of a polyester mate-
rial or stabilized tissue, wherein the first layer is attached to
the interior wall of the stent and the second layer is attached
to the exterior wall of the stent.

In another preferred embodiment, there is provided
wherein the stabilized tissue is derived from 30 day old
bovine, ovine, equine or porcine pericardium, or from ani-
mal small intestine submucosa.

In another preferred embodiment, there is provided
wherein the synthetic material is selected from the group
consisting of polyester, polyurethane, and polytetrafluoro-
ethylene.

In another preferred embodiment, there is provided
wherein the first layer and the second layer range in thick-
ness from about 0.001" (0.0254 mm) to about 0.015"
(0.3809 mm), or more alternatively from about 0.002"
(0.0508 mm) to about 0.010" (0.254 mm), or alternatively
wherein the first layer and the second layer are about 0.005"
(0.127 mm) in thickness.

In another preferred embodiment, there is provided
wherein the stabilized tissue or synthetic material is treated
with anticoagulant.

In another preferred embodiment, there is provided
wherein the stabilized tissue or synthetic material is hepa-
rinized.

In another preferred embodiment, there is provided
wherein the first layer and the second layer are both syn-
thetic material.

In another preferred embodiment, there is provided
wherein the synthetic material is selected from the group
consisting of polyester, polyurethane, and polytetrafluoro-
ethylene.

In another preferred embodiment, there is provided
wherein the synthetic material is electrospun.

In another preferred embodiment, there is provided
wherein the stent tubular wire-form is formed as a unitary
shape comprising a tubular body portion having an open
gasket-like sealing cuff at one end, and wherein the tubular
body portion and the sealing cuff are formed from the same
piece of superelastic metal, and wherein the first layer and
the second layer extend to cover substantially all of the stent.

In another preferred embodiment, there is provided
wherein the superelastic metal is a nickel-titanium alloy.

In another preferred embodiment, there is provided a
prosthetic valve having the multi-layer cover described
and/or claimed herein.

In another preferred embodiment, there is provided a
method of treating mitral regurgitation in a patient, which
comprises the step of surgically deploying the prosthetic
heart valve provided herein into the mitral annulus of the
patient.

In another preferred embodiment, there is provided a
method of treating tricuspid regurgitation in a patient, which
comprises the step of surgically deploying the prosthetic
heart valve provided herein into the tricuspid annulus of the
patient.
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Shuttlecock Annular Valve

In another embodiment, there is provided a prosthetic
pericardial valve supported by a self expanding nitinol body
that uses tethers for anchoring to the ventricular myocar-
dium.

In another preferred embodiment, there is provided a
prosthetic pericardial valve which comprises an expandable
tubular stent having an annular collar and an internal leaflet
assembly, wherein the stent is covered on an exterior surface
with stabilized tissue, synthetic fabric material, or a combi-
nation of both, and the internal leaflet assembly is disposed
with the lumen of the stent and is comprised of stabilized
tissue, synthetic fabric material, or a combination of both,
wherein the annular collar is a web of polyester or polyester-
like fabric or metal mesh spanning from a distal end of the
stent body to a collar support structure made from super-
elastic metal, the collar forming a flat circular band con-
nected on one edge to the stent and extending circumferen-
tially around the exterior of the stent at or near a distal end
of the stent.

In another preferred embodiment, there is provided a
prosthetic pericardial valve, wherein the internal leaflet
assembly is saddle-shaped.

In another preferred embodiment, there is provided a
prosthetic pericardial valve wherein the stent covering is
stabilized tissue.

In another preferred embodiment, there is provided a
prosthetic pericardial valve wherein the leaflet assembly is
comprised of stabilized tissue.

In another preferred embodiment, there is provided a
prosthetic pericardial valve wherein the prosthetic pericar-
dial valve is elastic and is compressed into a delivery
catheter for deployment within a patient, and whereby upon
expelling the prosthetic pericardial valve from the delivery
catheter, the valve expands to its functional shape.

In another preferred embodiment, there is provided a
prosthetic pericardial valve wherein the stent and collar
support structure are formed from the same piece of super-
elastic metal.

In another preferred embodiment, there is provided a
prosthetic pericardial valve wherein the superelastic metal is
a nickel-titanium alloy.

In another preferred embodiment, there is provided a
prosthetic pericardial valve wherein the stent and collar are
laser cut with pre-determined shapes to facilitate collapsing
into a catheter delivery system.

In another preferred embodiment, there is provided a
prosthetic pericardial valve wherein the stent is constructed
from ductile metal that requires a balloon for expansion once
the valve is positioned at the valve annulus.

In another preferred embodiment, there is provided a
prosthetic pericardial valve wherein the stabilized tissue is
derived from 30 day old bovine, ovine, equine or porcine
pericardium, or from animal small intestine submucosa.

In another preferred embodiment, there is provided a
prosthetic pericardial valve wherein the synthetic material is
selected from the group consisting of polyester, polyure-
thane, and polytetrafluoroethylene.

In another preferred embodiment, there is provided a
prosthetic pericardial valve wherein the stabilized tissue or
synthetic material is treated with anticoagulant.

In another preferred embodiment, there is provided a
prosthetic pericardial valve wherein the stabilized tissue or
synthetic material is heparinized.
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In another preferred embodiment, there is provided a
prosthetic pericardial valve wherein the angle of the collar to
the stent comprises a range of between about 5 and about 45
degrees.

In another preferred embodiment, there is provided a
prosthetic pericardial valve wherein the collar support struc-
ture extends laterally beyond the wall of the expanded
tubular stent between about 2 and about 10 millimeters.

In another preferred embodiment, there is provided a
prosthetic pericardial valve wherein the tubular stent has a
plurality of tether attachment structures.

In another preferred embodiment, there is provided a
prosthetic pericardial valve further comprising a plurality of
tethers attached to the prosthetic pericardial valve for
anchoring the prosthetic pericardial valve to tissue.

In another preferred embodiment, there is provided a
prosthetic pericardial valve wherein at least one of the
plurality of tethers is an elastic tether.

In another preferred embodiment, there is provided a
prosthetic pericardial valve wherein at least one of the
plurality of tethers is a bioresorbable tether.

In another preferred embodiment, there is provided a
prosthetic pericardial valve wherein at least one of the
plurality of tethers is a positioning tether and at least one of
the plurality of tethers is an anchoring tether.

In another preferred embodiment, there is provided a
prosthetic pericardial valve further comprising at least one
tether attached to the collar support structure and at least one
tether attached to the stent body.

In another preferred embodiment, there is provided a
prosthetic pericardial valve further comprising a plurality of
tethers attached to the prosthetic pericardial valve wherein
one of the plurality of tethers is attached to an epicardial
tether securing device.

In another preferred embodiment, there is provided a
prosthetic pericardial valve wherein the leaflet assembly is
constructed solely of stabilized tissue or synthetic material
without a separate wire support structure, wherein the leaflet
assembly comprises a plurality of valve leaflets attached to
a leaflet housing, wherein the leaflet assembly is disposed
within the lumen of the stent and is attached to the stent to
provide a sealed joint between the leaflet assembly and the
inner wall of the stent.

In another preferred embodiment, there is provided
wherein the valve has a three-dimensional structure that is a
D-shape in lateral cross-section.

In another preferred embodiment, there is provided
wherein the valve has a three-dimensional structure that is a
kidney-shape in lateral cross-section.

In another preferred embodiment, there is provided a
method of treating mitral regurgitation in a patient, which
comprises the step of surgically deploying the prosthetic
pericardial valve disclosed and claimed herein into the
mitral annulus of the patient.

In another preferred embodiment, there is provided a
method wherein the prosthetic pericardial valve is deployed
by directly accessing the pericardial through the intercostal
space, using an apical approach to enter the left ventricle,
and deploying the prosthetic pericardial valve into the mitral
annulus.

In another preferred embodiment, there is provided a
method wherein the prosthetic pericardial valve is deployed
by directly accessing the pericardial through a thoracotomy,
sternotomy, or minimally-invasive thoracic, thorascopic, or
trans-diaphragmatic approach to enter the left ventricle.

In another preferred embodiment, there is provided a
method wherein the prosthetic pericardial valve is deployed
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by directly accessing the pericardial through the intercostal
space, using an approach through the lateral ventricular wall
to enter the left ventricle.

In another preferred embodiment, there is provided a
method wherein the prosthetic pericardial valve is deployed
by accessing the left atrium of the pericardial using a
transvenous atrial septostomy approach.

In another preferred embodiment, there is provided a
method wherein the prosthetic pericardial valve is deployed
by accessing the left ventricle of the pericardial using a
transarterial retrograde aortic valve approach.

In another preferred embodiment, there is provided a
method wherein the prosthetic pericardial valve is deployed
by accessing the left ventricle of the pericardial using a
transvenous ventricular septostomy approach.

In another preferred embodiment, there is provided a
method further comprising tethering the prosthetic pericar-
dial valve to tissue within the left ventricle.

In another preferred embodiment, there is provided a
method wherein the prosthetic pericardial valve is tethered
to the apex of the left ventricle using an epicardial tether
securing device.

In another preferred embodiment, there is provided a
method wherein the tissue is selected from papillary muscle
tissue, septal tissue, or ventricular wall tissue.

In another preferred embodiment, there is provided a
method wherein the prosthetic pericardial valve is tethered
to the apex of the ventricular septum.

In another preferred embodiment, there is provided a
method of treating tricuspid regurgitation in a patient, which
comprises the step of surgically deploying the prosthetic
pericardial valve as disclosed and claimed herein into the
tricuspid annulus of the patient.

In another preferred embodiment, there is provided a
method wherein the prosthetic pericardial valve is deployed
by directly accessing the pericardial through the intercostal
space, using an apical approach to enter the right ventricle,
or wherein the prosthetic pericardial valve is deployed by
directly accessing the pericardial through a thoracotomy,
sternotomy, or minimally-invasive thoracic, thorascopic, or
trans-diaphragmatic approach to enter the right ventricle, or
wherein the prosthetic pericardial valve is deployed by
directly accessing the pericardial through the intercostal
space, using an approach through the lateral ventricular wall
to enter the right ventricle, or wherein the prosthetic peri-
cardial valve is deployed by accessing the right atrium of the
pericardial using a transvenous approach.

In another preferred embodiment, there is provided a
method further comprising tethering the prosthetic pericar-
dial valve to tissue within the right ventricle.

In another preferred embodiment, there is provided a
method wherein the prosthetic pericardial valve is tethered
to the apex of the right ventricle using an epicardial tether
securing device.

In another preferred embodiment, there is provided a
method wherein the tissue is selected from papillary muscle
tissue, septal tissue, or ventricular wall tissue.

Spring Anchor

In one embodiment, spring-shaped anchor comprising at
least two coils, with shape-memory characteristics fashioned
for attachment to a prosthetic pericardial valve stent and
circumnavigation of the chordae tendineae.

In a preferred embodiment, wherein the anchor is fabri-
cated from one or more of a group of shape-memory,
surgical-grade alloys, including, without limitation, nickel-
titanium, copper-zinc-nickel, or copper-aluminium-nickel.
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In another preferred embodiment, wherein the anchor is
fabricated from one or more of a group of shape-memory
polymers or ceramics, including, without limitation, poly-
urethanes with ionic or mesogenic components made by a
prepolymer method, a block copolymer of polyethylene
terephthalate (PET) and polyethyleneoxide (PEO), block
copolymers containing polystyrene and poly(1,4-butadiene),
an ABA triblock copolymer made from poly (2-methyl-2-
oxazoline) and polytetrahydrofuran, and the ceramic Mn-
doped (Pb, Sr)TiO3.

In another preferred embodiment, wherein the shape-
memory material forming the anchor has been drawn or
formed into a wire or band.

In another preferred embodiment, wherein the wire is
0.012" nickel-titanium wire.

In another preferred embodiment, wherein the wire or
band, upon deployment, is formed to open into spring-like
shape with an open tip.

In another preferred embodiment, wherein the proximal
loop of the spring anchor is fused to the base of the stent
component of the associated prosthetic pericardial valve via
welding, soldering or by use of an adhesive.

In another preferred embodiment, wherein the adhesive
used to bond the proximal loop of the spring anchor to the
base of the stent is chosen from one or more of the following
group, without limitation: synthetic polymer glues includ-
ing, without limitation, epoxy resins, epoxy putty, ethylene-
vinyl acetate, phenol formaldehyde resins, polyamides,
polyester resins, polypropylene, polysulfides, polyurethane,
polyvinyl acetate, polyvinyl alcohol, polyvinyl chloride,
polyvinylpyrrolidone, silicones and styrene acrylic copoly-
mer; synthetic monomer glues such as acrylnitrile, cyano-
acrylate, acrylic and resorcinol glue; and solvent-type glues
such as polystyrene cement/butanone and dichloromethane.

In another preferred embodiment, wherein the loops of
the coil equal or exceed the circumference of the base of the
stent.

In another preferred embodiment, wherein all loops of the
spring anchor are of equal circumference.

In another preferred embodiment, wherein the proximal
loop of the spring anchor is equal in circumference to the
base of the prosthetic valve stent, further wherein each
successive loop gradually increases in circumference.

In another preferred embodiment, further comprising
wherein the fused proximal loop of the spring anchor and
base of the prosthetic valve stent are attached to a plurality
of tethers for anchoring the prosthetic pericardial valve to
tissue.

In another preferred embodiment, wherein the anchor is
laser cut with pre-determined shapes to facilitate collapsing
into a catheter delivery system.

In another preferred embodiment, wherein the anchor is
covered with biocompatible stabilized tissue or synthetic
material.

In another preferred embodiment, wherein the stabilized
covering tissue is derived from 30 day old bovine, ovine,
equine or porcine pericardium, or from animal small intes-
tine submucosa.

In another preferred embodiment, wherein the synthetic
covering material is selected from the group consisting of
polyester, polyurethane, and polytetrafluoroethylene.

In another preferred embodiment, wherein the stabilized
tissue or synthetic covering material is treated with antico-
agulant.

In another preferred embodiment, wherein the stabilized
tissue or synthetic covering material is heparinized.
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A method of treating mitral regurgitation in a patient,
which comprises the step of surgically deploying a pros-
thetic pericardial valve into the mitral annulus of the patient
while simultaneously deploying the spring anchor of claim
1 around the corresponding chordae tendineae.

In another preferred embodiment, the method wherein the
prosthetic pericardial valve and attached spring anchor are
deployed by directly accessing the heart through the inter-
costal space, using an apical approach to enter the left
ventricle, and deploying the prosthetic pericardial valve into
the mitral annulus and the spring anchor around the chordae
tendineae.

In another preferred embodiment, the method wherein the
prosthetic pericardial valve and attached spring anchor are
deployed by directly accessing the heart through a thoraco-
tomy, sternotomy, or minimally-invasive thoracic, thoras-
copic, or trans-diaphragmatic approach to enter the left
ventricle.

In another preferred embodiment, the method wherein the
prosthetic pericardial valve and attached spring anchor are
deployed by directly accessing the heart through the inter-
costal space, using an approach through the lateral ventricu-
lar wall to enter the left ventricle.

In another preferred embodiment, the method wherein the
prosthetic pericardial valve and attached spring anchor are
deployed by accessing the left atrium of the pericardial using
a transvenous atrial septostomy approach.

In another preferred embodiment, the method wherein the
prosthetic pericardial valve and attached spring anchor are
deployed by accessing the left ventricle of the pericardial
using a transarterial retrograde aortic valve approach.

In another preferred embodiment, the method wherein the
prosthetic pericardial valve and attached spring anchor are
deployed by accessing the left ventricle of the pericardial
using a transvenous ventricular septostomy approach.

In another preferred embodiment, the method further
comprising wherein the spring anchor is secured around the
chordae tendineae by guiding the anchor in a rotating motion
using known transcatheter surgical tools.

In another preferred embodiment, the method further
comprising wherein the spring anchor is secured around the
chordae tendineae by pulling the chordae tendineae within
the circumference of one or more coil loops using known
transcatheter surgical tools.

In another preferred embodiment, the method wherein the
prosthetic pericardial valve is tethered to one or more of the
pericardial tissue areas, including without limitation, the
apex of the left ventricle, the papillary muscle tissue, the
septal tissue, ventricular wall tissue, apex of the ventricular
septum, using an epicardial tether securing device.

A method of treating tricuspid regurgitation in a patient,
which comprises the step of surgically deploying a pros-
thetic pericardial valve into the tricuspid annulus of the
patient while simultaneously deploying the spring anchor of
claim 1 around the corresponding chordae tendineae.

In another preferred embodiment, the method wherein the
prosthetic pericardial valve and attached spring anchor are
deployed by directly accessing the pericardial through the
intercostal space, using an apical approach to enter the right
ventricle.

In another preferred embodiment, the method wherein the
prosthetic pericardial valve and attached spring anchor are
deployed by directly accessing the pericardial through a
thoracotomy, sternotomy, or minimally-invasive thoracic,
thorascopic, or trans-diaphragmatic approach to enter the
right ventricle.
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In another preferred embodiment, the method wherein the
prosthetic pericardial valve and attached spring anchor are
deployed by directly accessing the pericardial through the
intercostal space, using an approach through the lateral
ventricular wall to enter the right ventricle.

In another preferred embodiment, the method wherein the
prosthetic pericardial valve and attached spring anchor are
deployed by accessing the right atrium of the pericardial
using a transvenous approach.

In another preferred embodiment, the method further
comprising wherein the spring anchor is secured around the
chordae tendineae by guiding the anchor in a rotating motion
using known transcatheter surgical tools.

In another preferred embodiment, the method further
comprising wherein the spring anchor is secured around the
chordae tendineae by pulling the chordae tendineae within
the circumference of one or more coil loops using known
transcatheter surgical tools.

In another preferred embodiment, the method further
comprising tethering the prosthetic pericardial valve to
tissue within the right ventricle.

In another preferred embodiment, the method wherein the
prosthetic pericardial valve is tethered to the apex of the
right ventricle using an epicardial tether securing device.

In another preferred embodiment, the method wherein the
tissue is selected from papillary muscle tissue, septal tissue,
or ventricular wall tissue.

Annular Clamps

In one embodiment, a prosthetic valve clamp, comprising:
(a) a hinge made of a pin, optionally surrounded by a spring,
said pin extending through holes in two interdigitated
middle members, which hinge can be manipulated into a
closed or open position; (b) wherein each middle member
comprises (i) a footer section with a proximal side and a
distal side, (ii) two flat plates wherein the distal end of each
plate is attached to the narrow edges of the proximal side of
the footer section and extend therefrom, in parallel, at
adjustable angles, (iii) wherein the proximal end of each
such plate contains a centered circular hole of a diameter to
accommodate the insertion of the pin, and (iv) wherein a flat
flange protrudes from the center of the inner end of the
footer section, such flange containing a centered hole to
allow a pressure-bearing member to attach to open and close
the hinge; (c) two or more semicircular fingers, with an
equal number of such fingers attached to the distal end of
each middle member such that, upon closing of the hinge,
the open side of the semicircle faces inward and the closed
side faces outward, wherein the fingers or dual sets of fingers
move towards one another as the hinge closes and away
from one another as the hinge opens; (d) wherein the
semicircular fingers are attached to the middle member in a
staggered fashion such that the semicircular members inter-
digitate upon closing; and (e) wherein the tip of each
semicircular finger tapers to form a point capable of piercing
valve annulus tissue.

In another preferred embodiment, a prosthetic valve
clamp, comprising: (a) a hinge made of a pin, optionally
surrounded by a spring, said pin extending through holes in
the proximal ends of each of two or more closing members,
which hinge can be manipulated into a closed or open
position; (b) two or more closing members, each with a
straight base branching outward into a semicircular shape
such that, upon closing of the hinge, the open side of the
semicircle faces inward and the closed side faces outward,
wherein each closing member, or set of two or more closing
members, move parallel to one another in opposite direc-
tions, towards one another as the hinge closes and away
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from one another as the hinge opens; (¢) further comprising
wherein the closing members are attached to the pin in a
staggered fashion such that the semicircular members inter-
digitate upon closing; and (d) further comprising wherein
the tip of each closing member tapers to form a point capable
of piercing valve annulus tissue.

In another preferred embodiment, a system for anchoring
a prosthetic mitral valve stent comprising: (a) a braided or
laser-cut stent; (b) an assembly for a suction fin further
comprising a tube located within the artificial stent annulus
and circumnavigating said annulus, emanating from the
inner surface of the artificial stent annulus; (c) an assembly
for a glue fin further comprising a tube located within the
artificial stent annulus and circumnavigating said annulus,
emanating from the inner surface of the artificial stent
annulus; (d) a connection between each of the glue fin
assembly and the suction fin assembly and the transapical
delivery catheter; (e) a series of clamping devices dispersed
at intervals around the exterior surface of the artificial stent
annulus, each clamping onto a security belt and opening
upon the removal of such belt; (f) a plurality of wires, with
each attached to the posterior side of a clamping device such
that a pull on the wire will close the clamping device; and
(g) a guidance catheter wherein the wires of step (f) are
contained within the catheter lumen that comprises a plu-
rality of holes circumnavigating the catheter, with one or
more wires emanating from each such hole.

In another preferred embodiment, one of the above pros-
thetic valve anchoring devices, further comprising wherein
the device is comprised of one or more types of medically
acceptable metallic alloys, natural or synthetic polymers or
ceramics, including but not limited to shape-memory alloys.

In another preferred embodiment, one of the above pros-
thetic valve anchoring devices, further comprising wherein
the tapered tips of the elements comprise further anchoring
features, including but not limited to fishhook or arrowhead
designs, with or without retraction capabilities for ease in
withdrawing the anchors from tissue.

Improved Cuff/Collar Variations

In one embodiment, an improved design and function of
a compressible prosthetic heart valve replacement having an
improved contoured atrial cuff/collar which can be deployed
into a closed beating heart using a transcatheter delivery
system. The design as discussed focuses on the deployment
of a device via a minimally invasive fashion and by way of
example considers a minimally invasive surgical procedure
utilizing the intercostal or subxyphoid space for valve intro-
duction. In order to accomplish this, the valve is formed in
such a manner that it can be compressed to fit within a
delivery system and secondarily ejected from the delivery
system into the target location, for example the mitral or
tricuspid valve annulus.

In a preferred embodiment, there is provided a prosthetic
mitral valve containing a atrial cuff/collar which locally
contours to the mitral annulus.

In another preferred embodiment, there is provided a
method of sealing a deployed prosthetic mitral valve against
hemodynamic leaking, comprising fitting a prosthetic mitral
valve with an atrial cuff/collar prior to deployment wherein
the atrial cuff/collar is constructed to contour to the com-
missures of a pathologically defective mitral valve and
constructed to contour to the zone of coaptation of the
pathologically defective mitral valve, wherein the atrial
cuff/collar is formed from wire originating from one end of
an expandable tubular braided wire stent and the atrial
cuff/collar is covered with stabilized tissue or synthetic
material, the commissural contour components of the atrial
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cuff/collar and the zone of coaptation contour components of
the atrial cuff/collar forming a complete or partial saddle-
shape wherein the commissural contour components are in
direct communication with the mitral valve commissures,
and the zone of coaptation contour components are in direct
communication with the mitral valve zone of coaptation.

In a preferred embodiment, the atrial cuff/collar shape is
agaricoid.

In another preferred embodiment, the atrial cuff/collar
shape is onychoid.

In another preferred embodiment, the atrial cuff/collar
shape is reniform.

In another preferred embodiment, the atrial cuff/collar
shape is an oval.

In another preferred embodiment, the atrial cuff/collar
shape is a truncated-oval having a squared end.

In another preferred embodiment, the atrial cuff/collar
shape is propeller-shaped having two or three blades.

In another preferred embodiment, the atrial cuff/collar
shape is cruciform.

In another preferred embodiment, the atrial cuff/collar
shape is petal-shaped having flat radial covered loops.

In another preferred embodiment, the atrial cuff/collar
shape is irregular or amoeboid.

In another preferred embodiment, the atrial cuff/collar
shape is cotyloid shaped.

In another preferred embodiment, the atrial cuff/collar
shape is a partial half-round fan-shape.

In another preferred embodiment, the atrial cuff/collar
shape is a rectangular U-shape.

In another preferred embodiment, the atrial cuff/collar is
constructed from ductile metal.

In another preferred embodiment, the atrial cuff/collar
shape is constructed with a cover of stabilized tissue that is
derived from adult, or 90-day old, or 30 day old bovine,
ovine, equine or porcine pericardium, or from animal small
intestine submucosa.

In another preferred embodiment, the atrial cuff/collar
shape is constructed with a cover of synthetic material is
selected from the group consisting of polyester, polyure-
thane, and polytetrafluoroethylene.

In another preferred embodiment, the stabilized tissue or
synthetic material is treated with anticoagulant.

In another preferred embodiment, the method further
comprises the step of anchoring the prosthetic heart valve to
tissue uses a plurality of tethers to the atrial cuff/collar.

In another preferred embodiment, at least one of the
plurality of tethers is an elastic tether.

In another preferred embodiment, at least one of the
plurality of tethers is a bioresorbable tether.

Improved Stent Designs

An embodiment relating to the design and function of a
pre-configured compressible transcatheter prosthetic heart
valve replacement having improved stent structure-function
profiles which can be deployed into a closed beating heart
using a transcatheter delivery system. The design as dis-
cussed focuses on the deployment of a device via a mini-
mally invasive fashion and by way of example considers a
minimally invasive surgical procedure utilizing the intercos-
tal or subxyphoid space for valve introduction. In order to
accomplish this, the valve is formed in such a manner that
it can be compressed to fit within a delivery system and
secondarily ejected from the delivery system into the target
location, for example the mitral or tricuspid valve annulus.

In a preferred embodiment, there is provided a prosthetic
mitral valve containing an improved stent which locally
contours to the mitral structures and/or annulus.
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In another preferred embodiment, there is provided a
prosthetic heart valve with a stent body that has a low height
to width profile.

In a preferred embodiment, the prosthetic mitral valve
contains an improved stent body that is a half-round D-shape
in cross-section.

In a preferred embodiment, the prosthetic mitral valve
contains an improved stent body that is a bent tubular stent
structure wherein the bend is directed away from the anterior
leaflet, away from interfering with coaptation of adjacent,
e.g. aortic, valvular leaflets.

In a preferred embodiment, the prosthetic mitral valve
contains an improved stent body that has a low height to
width profile and the leaflet structure disposed within the
stent is positioned at or near the atrial end of the stent body.

In another preferred embodiment, the a prosthetic mitral
valve has a stent body made from both braided wire (atrial
end) and laser-cut metal (annular or ventricular end), or vice
versa.

In a preferred embodiment, the prosthetic heart valve has
a cuff that has articulating wire loops of various lengths.

In another preferred embodiment, the prosthetic heart
valve has at least one elastic tether to provide compliance
during the physiologic movement or conformational
changes associated with heart contraction.

In another preferred embodiment, the prosthetic heart
valve has a stent body and cuff that are made from a
superelastic metal.

In another preferred embodiment, the prosthetic heart
valve has a tether which is used to position the valve cuff
into the mitral annulus to prevent perivalvular leak.

In another preferred embodiment, the tethers are bioab-
sorbable and provide temporary anchoring until biological
fixation of the prosthesis occurs. Biological fixation consist-
ing of fibrous adhesions between the leaflet tissues and
prosthesis or compression on the prosthesis by reversal of
heart dilation, or both.

In another preferred embodiment, the prosthetic heart
valve has a cuff for a prosthetic heart valve, said cuff being
covered with tissue.

In another preferred embodiment, the cuff is covered with
a synthetic polymer selected from expandable polytetrafluo-
roethylene (ePTFE) or polyester.

In another preferred embodiment, there is provided a
prosthetic heart valve that has leaflet material constructed
from a material selected from the group consisting of
polyurethane, polytetrafluoroethylene, pericardium, and
small intestine submucosa.

In another preferred embodiment, there is provided a
prosthetic heart valve having surfaces that are treated with
anticoagulant.

In another preferred embodiment, there is provided a
prosthetic heart valve having a cuff and containing anchor-
ing tethers which are attached to the cuff.

In another preferred embodiment, there is provided a
prosthetic heart valve having a cuff and containing anchor-
ing tethers which are attached to the cuff and at both
commissural tips.

In another preferred embodiment, there is provided a
prosthetic heart valve having a cuff where the cuff attach-
ment relative to the body is within the angles of about 60
degrees to about 150 degrees.

In another preferred embodiment, there is provided a
prosthetic heart valve containing a combination of tethers
and barbs useful for anchoring the device into the mitral
annulus.
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In another embodiment, the wire of the cuff is formed as
a series of radially extending loops of equal or variable
length.

In another embodiment, the cuff extends laterally beyond
the expanded tubular stent according to a ratio of the
relationship between the height of the expanded deployed
stent (h) and the lateral distance that the cuff extends onto
the tissue (1). Preferably, the h/l ratio can range from 1:10 to
10:1, and more preferably includes without limitation 1:3,
1:2, 1:1, 2:1, and fractional ranges there between such as
1.25:2.0, 1.5:2.0, and so forth. It is contemplated in one
non-limiting example that the cuff can extend laterally (1)
between about 3 and about 30 millimeters.

In another embodiment, there is provided a feature
wherein the tubular stent has a first end and a second end,
wherein the cuff is formed from the stent itself, or in the
alternative is formed separately and wherein the cuff is
located at the first end of the stent, and the second end of the
tubular stent has a plurality of tether attachment structures.

In another embodiment, there is provided a feature further
comprising a plurality of tethers for anchoring the prosthetic
heart valve to tissue and/or for positioning the prosthetic
heart valve.

In another embodiment, there is provided a feature further
comprising an epicardial tether securing device, wherein the
tethers extend from about 2 cm to about 20 cm in length, and
are fastened to an epicardial tether securing device. Some
pathological conditions within a ventricle may require a
atrial-apical tether from about 8 to about 15 cm, or more as
described within the range above.

In another embodiment, there is provided a catheter
delivery system for delivery of a prosthetic heart valve
which comprises a delivery catheter having the prosthetic
heart valve disposed therein, and an obturator for expelling
the prosthetic heart valve.

In another embodiment, there is provided an assembly kit
for preparing the catheter delivery system which comprises
a compression funnel, an introducer, a wire snare, an obtu-
rator, a delivery catheter, and a prosthetic heart valve,
wherein the compression funnel has an aperture for attach-
ing to the introducer, wherein said introducer is comprised
of a tube having a diameter that fits within the diameter of
the delivery catheter, wherein said obturator is comprised of
a tube fitted with a handle at one end and a cap at the other
end, wherein said cap has an opening to allow the wire snare
to travel therethrough, and said obturator has a diameter that
fits within the diameter of the introducer, and wherein said
prosthetic heart valve is compressible and fits within the
delivery catheter.

In another embodiment, there is provided a method of
treating mitral regurgitation and/or tricuspid regurgitation in
a patient, which comprises the step of surgically deploying
the prosthetic heart valve described herein into the annulus
of the target valve structure, e.g. mitral valve annulus and
tricuspid valve annulus of the patient.

In another embodiment, there is provided a feature
wherein the prosthetic heart valve is deployed by directly
accessing the heart through an intercostal space, using an
apical approach to enter the left (or right) ventricle, and
deploying the prosthetic heart valve into the valvular annu-
lus using the catheter delivery system.

In another embodiment, there is provided a feature
wherein the prosthetic heart valve is deployed by directly
accessing the heart through a thoracotomy, sternotomy, or
minimally-invasive thoracic, thorascopic, or transdiaphrag-
matic approach to enter the left (or right) ventricle, and
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deploying the prosthetic heart valve into the valvular annu-
lus using the catheter delivery system.

In another embodiment, there is provided a feature
wherein the prosthetic heart valve is deployed by directly
accessing the heart through the intercostal space, using a
lateral approach to enter the left or right ventricle, and
deploying the prosthetic heart valve into the valvular annu-
lus using the catheter delivery system.

In another embodiment, there is provided a feature
wherein the prosthetic heart valve is deployed by accessing
the left heart using either an antegrade-trans(atrial)septal
(transvenous-trans(atrial)septal) approach or a retrograde
(transarterial-transaortic) catheter approach to enter the left
heart, and deploying the prosthetic heart valve into the mitral
annulus using the catheter delivery system.

In another embodiment, there is provided a feature
wherein the prosthetic heart valve is deployed into the mitral
annulus from a retrograde approach by accessing the left
ventricle through the apex of the ventricular septum (trans-
venous-trans(ventricular)septal approach).

In another embodiment, there is a feature wherein the
prosthetic heart valve is deployed into the mitral position
using a retrograde transventricular septal approach and the
tethers are anchored into or on the right ventricular side of
the ventricular septum.

In another embodiment, there is provided a feature further
comprising tethering the prosthetic heart valve to tissue
within the left ventricle.

In another embodiment, there is provided a feature
wherein the prosthetic heart valve is tethered to the apex of
the left ventricle using an epicardial tether securing device.

In another embodiment, there is provided a retrieval
method for quickly removing a prosthetic heart valve having
one or more tethers from a patient using minimally invasive
cardiac catheter techniques, which comprises the steps of,
capturing the one or more tethers with a catheter having a
snare attachment, guiding the captured tethers into a col-
lapsible funnel attachment connected to the removal cath-
eter, pulling the tethers to conform the prosthetic heart valve
into a collapsed, compressed conformation, and pulling the
now compressed prosthetic heart valve into the removal
catheter for subsequent extraction. The retrieval method is
contemplated for use for capturing the prosthetic heart valve
as described herein or any suitable tethered, collapsible
medical device. In a preferred embodiment, the method is
used to extract a prosthetic heart valve from either the left or
right ventricle. The method may be particularly useful to
extract the prosthetic appliance during an aborted surgical
deployment.

Narrow Gauge Stent

An embodiment relating to the design and function of a
compressible prosthetic heart valve replacement having a
narrow-diameter stent body, which can be deployed into a
closed beating heart using a transcatheter delivery system.
The design as discussed focuses on a prosthetic mitral valve
that fits within the native mitral valve annulus, but does not
compress or substantially interfere with the opening and
closing of the native commissural leaflets located at the
terminus of the native mitral valve leaflets.

As with previous devices, the deployment of this device
is preferably via a minimally invasive surgical procedure
utilizing percutaneous valve introduction through the inter-
costal or subxyphoid space, but can also be an endoscopic
catheter-based antegrade, retrograde, or trans-septal deploy-
ment, as is know ion the arts. In order to accomplish this, the
valve is formed in such a manner that it can be compressed
to fit within a delivery system and secondarily ejected from
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the delivery system into the target location, for example the
mitral or tricuspid valve annulus.

Accordingly, there is provided a method of deploying a
prosthetic heart valve for the treatment of commissural
regurgitation and/or secondary mitral regurgitation in a
patient in need thereof, which comprises the step of using a
cardiac imaging device to measure the diameter of the native
mitral annulus for selection and delivery of a prosthetic
mitral valve, the improvement consisting of using the same
or different cardiac imaging device and measuring the
distance from the posterior edge of the posterior leaflet to the
anterior edge of the anterior leaflet and the posterior leaflet
to define a cross-sectional leaflet diameter, wherein said
cross-sectional leaflet diameter is substantially less than the
maximum diameter of the mitral annulus, said maximum
diameter defined as the distance from the mitral annulus
adjacent the anterolateral commissure to the mitral annulus
adjacent the posteromedial commissure.

In a preferred embodiment, there is provided for use
herein a prosthetic transcatheter valve comprising an
expandable tubular stent having a cuff and an expandable
internal leaflet assembly, wherein the diameter of said stent
is less than the distance between the internal tips of the
commissural cusps, and wherein said leaflet assembly is
disposed within the stent and is comprised of stabilized
tissue or synthetic material.

In one preferred embodiment, there is also provided a
prosthetic heart valve as described herein wherein the diam-
eter of the stent is approximate to the distance between the
interior tips of the commissural cusps.

In another preferred embodiment, there is also provided a
prosthetic heart valve as described herein wherein the diam-
eter of the stent is between 18 mm and 32 mm.

In another preferred embodiment, there is also provided a
prosthetic heart valve as described herein wherein the diam-
eter of the stent is between 20 mm and 30 mm.

In another preferred embodiment, there is also provided a
prosthetic heart valve as described herein wherein the diam-
eter of the stent is between 23 mm and 28 mm.

In another preferred embodiment, there is also provided a
prosthetic heart valve as described herein wherein the stent
is sized to cover between 75% and 99% of the mitral valve
area.

In another preferred embodiment, there is also provided a
prosthetic heart valve as described herein wherein the stent
is sized to cover between 85% and 98% of the mitral valve
area.

In another preferred embodiment, there is also provided a
prosthetic heart valve as described herein wherein the stent
is sized to cover between 92% and 97% of the mitral valve
area.

In another preferred embodiment, there is also provided a
prosthetic heart valve as described herein wherein the stent
is sized to allow for a degree of mitral regurgitation of 20%
or less.

In another preferred embodiment, there is also provided a
prosthetic heart valve as described herein wherein the stent
is sized to allow for a degree of mitral regurgitation of 10%
or less.

In another preferred embodiment, there is also provided a
prosthetic heart valve as described herein wherein the stent
is sized to allow for a degree of mitral regurgitation of 5%
or less.

In another preferred embodiment, there is also provided a
cuff for a narrow gauge prosthetic heart valve for treatment
of commissural regurgitation and/or secondary mitral regur-
gitation, wherein the cuff has an articulating structure made
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of a superelastic metal that is covered with stabilized tissue
or synthetic material, with only the portion of the cuff
overlaying the commissures left uncovered.

In another preferred embodiment, there is also provided a
method of treating mitral secondary regurgitation in a
patient, which comprises the step of surgically deploying the
narrow gauge prosthetic heart valve described herein into
the mitral annulus of the patient.

In another preferred embodiment, there is also provided
wherein the prosthetic heart valve is deployed by directly
accessing the heart through the intercostal space, using an
apical approach to enter the left ventricle, and deploying the
prosthetic heart valve into the mitral annulus, or wherein the
prosthetic heart valve is deployed by directly accessing the
heart through a thoracotomy, sternotomy, or minimally-
invasive thoracic, thorascopic, or trans-diaphragmatic
approach to enter the left ventricle, or wherein the prosthetic
heart valve is deployed by directly accessing the heart
through the intercostal space, using an approach through the
lateral ventricular wall to enter the left ventricle, or wherein
the prosthetic heart valve is deployed by accessing the left
atrium of the heart using a transvenous atrial septostomy
approach, or wherein the prosthetic heart valve is deployed
by accessing the left ventricle of the heart using a transar-
terial retrograde aortic valve approach, or wherein the pros-
thetic heart valve is deployed by accessing the left ventricle
of the heart using a transvenous ventricular septostomy
approach.

In another preferred embodiment, there is also provided a
method wherein the prosthetic heart valve is tethered to the
apex of the left ventricle using an epicardial tether securing
device.

In another preferred embodiment, there is also provided a
method of treating commissural regurgitation and/or sec-
ondary mitral regurgitation by (1) measuring the area of the
native valve and the regurgitant fraction using known imag-
ing techniques; (2) sizing a prosthetic valve of claim 1 to
allow between a 1% and 20% regurgitant fraction through
the native commissures, based on the measures of step (1);
and (3) implanting such prosthetic valve within the native
mitral annulus.

BRIEF DESCRIPTION OF THE DRAWINGS

Improved Surfaces

FIG. 1 is a perspective view of a drawing showing one
embodiment of a prosthetic valve according to the present
invention.

FIG. 2 is a perspective cut-away view of a drawing
showing the multiple layered approach of the present inven-
tion.

FIG. 3 A-B-C is a series of drawings showing non-
limiting variations of sandwiching treated tissue, stent, and
synthetic material.

FIG. 4 A-B-C is a series of electron micrographs showing
the nanopores and scale of the electrospun synthetic material
which may be used herein.

FIG. 5 A-B-C-D is an exploded view showing detail of
certain part of the invention, especially tissue for the cuff,
the bare wire body of the stent, a synthetic material layer,
and an internal leaflet component.

FIG. 6 is a cut-away view of a heart with a delivery
catheter containing a prosthetic valve according to the
present invention and accessing the heart using an apical
approach. FIG. 6 shows the delivery catheter advanced to
through the mitral valve and into the left atrium for deploy-
ment of the prosthetic valve.
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FIG. 7 is a cut-away view of a heart with a delivery
catheter containing a prosthetic valve according to the
present invention and accessing the heart using a lateral
approach. FIG. 7 shows the delivery catheter advanced to
the mitral valve and into the left atrium for deployment of
the prosthetic valve.

FIG. 8 is a cut-away view of a heart with a delivery
catheter containing a prosthetic valve according to the
present invention and accessing the right ventricle of the
heart using an apical approach. FIG. 8 shows the delivery
catheter advanced through to the tricuspid valve and into the
right atrium for deployment of the prosthetic valve.

FIG. 9 A-B-C-D is a series of drawings illustrating how
the valve is deployed from the catheter.

FIG. 10 is a detailed sectional view of one embodiment of
a prosthetic valve according to the present invention
deployed within the annulus of the mitral valve of the heart
and shows that it is anchored using (a) the atrial cuff and (b)
the ventricular tethers connected to the apex, which are
shown secured by a securing pledget.

FIG. 11 is a detailed side-perspective view of one embodi-
ment of a prosthetic valve according to the present invention
deployed within the annulus of the mitral valve of the heart
and anchored using (a) the atrial cuff and (b) the ventricular
tethers connected to papillary muscles and/or ventricular
wall and/or septum, which are each secured by one or more
securing tissue anchors.

Shuttlecock Annular Valve

FIG. 12 is an illustration of a perspective view of a
collared stent according to the present invention tethered to
tissue within the left ventricle.

FIGS. 13a and 136 are illustrations of a side view
showing how the collar can originate at varying points on the
exterior wall of the stent body.

FIG. 14a-b-c are illustrations showing how the valve
leaflets can vary and may include bicuspid/mitral and tri-
cuspid embodiments.

FIG. 15 is a side view illustration showing how the stent
body and collar support structure may be covered with thin
tissue, and how the collar may be a web of elastic polymeric
material spanning from the distal end of the stent to the edge
of the collar support structure.

FIG. 16 is a perspective view illustration of one embodi-
ment of the present invention deployed with the mitral valve
annulus, forming a complete seal between the left atrium and
ventricle, and showing how the collar may be a mesh
material spanning between an integrated stent-support struc-
ture assembly, and showing that a large number of anchoring
tethers are contemplated as within the scope of the present
invention, including a tether to the apex of the left ventricle
for attachment to a pledget on the pericardial surface.

FIG. 17 is a cut-away view of a heart with a delivery
catheter containing a prosthetic valve according to the
present invention and accessing the heart using an apical
approach. FIG. 17 shows the delivery catheter advanced to
through the mitral valve and into the left atrium for deploy-
ment of the prosthetic valve.

FIG. 18 is a cut-away view of a heart with a delivery
catheter containing a prosthetic valve according to the
present invention and accessing the heart using a lateral
approach. FIG. 28 shows the delivery catheter advanced to
the mitral valve and into the left atrium for deployment of
the prosthetic valve.

FIG. 19 is a cut-away view of a heart with a delivery
catheter containing a prosthetic valve according to the
present invention and accessing the right ventricle of the
heart using an apical approach. FIG. 19 shows the delivery
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catheter advanced through to the tricuspid valve and into the
right atrium for deployment of the prosthetic valve.

FIG. 20 a-b-c-d are illustrations of how the three-dimen-
sional shape may vary, including a D-shape and a kidney-
bean-shaped valve.

Spring Anchor

FIG. 21 is an illustration of a perspective view of a
spring-shaped anchor attached to a non-collared stent
according to the present invention.

FIG. 22 is an illustration of a perspective view the
spring-shaped anchor securing the attached stent into the
mitral valve annulus of a human heart by rotatably fitting
around the chordae tendineae.

FIG. 23a-b-c are illustrations showing how the valve
leaflets can vary and may include bicuspid/mitral and tri-
cuspid embodiments.

FIG. 24 is a perspective view illustration of one embodi-
ment of the present invention emanating from a prosthetic
valve deployed within the mitral valve annulus, forming a
complete seal between the left atrium and ventricle. FIG. 24
shows a collared version of a prosthetic valve, made from a
mesh material spanning between an integrated stent-support
structure assembly, and, in addition to the spring anchor
deployed about the chordae tendineae, further illustrates a
plurality of anchoring tethers contemplated as within the
scope of the present invention, including tethers to the apex
of the left ventricle for attachment to a pledget on the
pericardial surface.

FIG. 25 is a cut-away view of a heart with a delivery
catheter containing a prosthetic mitral valve and rotatably
encircling the chordae tendineae with the spring anchor
according to the present invention and accessing the heart
using an apical approach into the left ventricle.

FIG. 26 is a cut-away view of a heart with a delivery
catheter containing a prosthetic valve according to the
present invention and accessing the heart using a lateral
approach. FIG. 26 shows the delivery catheter advanced to
the mitral valve and into the left atrium for deployment of
the prosthetic valve prior to deployment of the spring
anchor.

FIG. 27 is a cut-away view of a heart with a delivery
catheter containing a prosthetic valve and spring anchor
according to the present invention and accessing the right
ventricle of the heart using an apical approach. FIG. 27
shows the delivery catheter advanced through to the tricus-
pid valve and into the right atrium for deployment of the
prosthetic valve prior to deployment of the spring anchor.
Annular Clamps

FIG. 284 shows a perspective view of a braided wire stent
with four clamp-style annulus anchoring members located
around the outside. FIG. 285 shows a side view of the same
braided wire stent with four clamp-style annulus anchoring
members.

FIG. 29 shows a side view of a clamp-style annulus
anchoring member.

FIG. 30a show a perspective view of a clamp-style
annulus anchoring member in the open position, comprising
the following parts: pin, spring, two interdigitated middle
members, two pairs of semicircular fingers, each with a
tapered point. FIG. 306 shows a perspective view of the
same clamp shown in FIG. 30q, but in the closed position
with the ends of the semicircular fingers interdigitated.

FIG. 31a shows a side view of the clamp-style annulus
anchoring member shown in FIG. 30a, but with a pressure-
bearing member attached to the flange portion of each
middle member via the hole centered in such flange, and
exerting pressure to hold the clamp open. The pressure
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bearing members are emanating from a catheter in a straight
position, exerting outward pressure on the clamp to hold it
open. FIG. 315 shows a partially exploded view of the clamp
and pressure bearing members, evidencing the holes cen-
tered in the middle member flanges and the male attachment
stud of each pressure bearing member. The figure shows the
moment of release as the crimped point of the pressure
bearing members extend from their housing and cause the
pressure bearing members to release from the middle mem-
bers of the clamp, thereby allowing the torque of the spring
to snap the clamp shut.

FIG. 32a shows a perspective view of a single semicir-
cular finger, with a slot along the outer ridge and a series of
triangular protrusions along one side for interlocking with
another finger of the same design. FIG. 325 shows a side
view of the same semicircular finger pictured in FIG. 32a.

FIG. 33a shows a perspective view of the outer and distal
side of the center portion component of a middle member of
the clamp assembly shown in FIG. 33a, with machine
tooling slots and a ridged locking mechanism for interlock-
ing with other components of the clamp assembly. FIG. 335
shows a perspective view of the inner and distal side of the
same center portion component pictured in FIG. 33a.

FIG. 34a shows a perspective view of a clamp assembly
in the open position, comprising a set of four closing
members, each with a hole bored directly into its proximal
end through which a pin has been threaded, with the closing
members interdigitated such that the first and third closing
members close in one direction while the second and fourth
closing members close in the opposite direction. Each clos-
ing member has a tapered distal tip. FIG. 345 shows the
same assembly as FIG. 34a, but in the closed position.

FIG. 35a shows a side perspective of a clamp assembly in
the open position, comprising a set of four closing members,
each with a hole bored directly into its proximal end through
which a pin has been threaded, with the closing members
interdigitated such that the first and third closing members
close in one direction while the second and fourth closing
members close in the opposite direction. Each closing mem-
ber has a tapered distal tip with a fish hook feature. FIG. 356
shows the same assembly as FIG. 34a, from an angled
perspective.

FIG. 36a shows a side view of the clamp assembly of FIG.
35a, but in a closed position. FIG. 365 shows the same
assembly as FIG. 36a, but from an angled perspective.

FIG. 37 shows a variety of possible dimensions of various
components of a clamp assembly.

FIG. 38 shows a braided stent with an annulus component
comprising stud assemblies for a suction fin and glue fin.

FIG. 39 shows a cross-section of the annulus component
of' the stent of FIG. 38, evidencing two stable inner tubes for
suction and application of glue.

FIG. 40 is a line drawing evidencing the angle of stent to
grabber.

FIG. 41 is a perspective view from an underneath angle of
a braided stent around which a prosthetic annulus has been
attached, further evidencing a series of clamping devices
circumnavigating the prosthetic annulus, each such device
clamping down a security belt.

FIG. 42 evidences a perspective view of a guidance
catheter located within the stent pictured in FIG. 41, with
wires emanating from holes around the catheter body and
attached through the prosthetic annulus to the clamp devices
pictured in FIG. 41.

FIG. 43 shows a closer view of the guide catheter, stent
and strings of FIG. 42.
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FIG. 44 shows an underneath view of the guidance
catheter, string and stent assembly of FIGS. 41-43, evidenc-
ing the mechanism by which pulling the strings through the
catheter closes the clamp devices around the security belt.

FIG. 45 shows a close view from a perspective inside the
stent of the guidance catheter, string and stent assembly of
FIGS. 41-44, evidencing a cross-section of the guidance
catheter and a cross-section of the prosthetic annulus, evi-
dencing the perforation of the prosthetic annulus by each
string and the connection of each string to a clamping
device.

Improved Cuff/Collar Variations

FIG. 46 is a perspective view of one embodiment of an
improved atrial cuff/collar wherein the shape to the cuff/
collar is agaricoid.

FIG. 47 is a perspective view of one embodiment showing
the atrial cuff/collar wherein the shape is onychoid.

FIG. 48 is a perspective view of one embodiment showing
the atrial cuff/collar wherein the shape is reniform.

FIG. 49 is a perspective view of one embodiment showing
the atrial cuff/collar wherein the shape is an oval.

FIG. 50 is a perspective view of one embodiment showing
the atrial cuff/collar wherein the shape is a truncated-oval
having a squared end.

FIG. 51 is a perspective view of one embodiment showing
the atrial cuff/collar as an acute angle sealing structure.

FIG. 52 is a perspective view of one embodiment showing
the atrial cuff/collar and the internal valve leaflets at nearly
that same planar location/height.

FIG. 53 is a perspective view of one embodiment showing
the atrial cuff/collar wherein the shape is propeller-shaped.

FIG. 54 is a perspective view of one embodiment showing
the atrial cuff/collar wherein the shape is cruciform.

FIG. 55 is a perspective view of one embodiment showing
the atrial cuff/collar wherein the shape is petal-shaped
having flat radial covered loops.

FIG. 56 is a perspective view of one embodiment showing
the atrial cuff/collar wherein the shape is petal-shaped
having flat radial covered stellate loops.

FIG. 57 is a perspective view of one embodiment showing
the atrial cuff/collar wherein the shape is petal-shaped
having flat radial covered stellate loops illustrating how they
can travel longitudinally to effectuate sealing.

FIG. 58 is a perspective view of one embodiment showing
the atrial cuff/collar wherein the shape is irregular or amoe-
boid.

FIG. 59 is a perspective view of one embodiment showing
the atrial cuff/collar wherein the shape is cotyloid shaped.

FIG. 60 is a perspective view of one embodiment showing
the atrial cuff/collar wherein the shape is a partial half-round
fan-shape.

FIG. 61 is a perspective view of one embodiment showing
the atrial cuff/collar wherein the shape is a upturned rect-
angular U-shape.

FIG. 62a is a side view and FIG. 625 is a front perspective
view of one embodiment showing the atrial cuff/collar
attached to the stent body at a forward angle, posterior to
anterior.

Improved Stent Designs

FIG. 63a is a perspective view of the saddle shape of a
native mitral valve leaflet structure or of a prosthetic valve
leaflet structure according to the present invention.

FIG. 6354 is a drawing of the three-dimensional relative
position of the mitral valve compared to the X-Y-Z axis.

FIG. 63c is a drawing of a side view representation of a
mitral valve showing the range of movement of the anterior
and posterior leaflets from closed to opened.
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FIG. 63d is a graphical three-dimensional representation
of a mitral valve with approximate orientation and sizes in
all three dimensions.

FIG. 64 is a drawing of the heart in cross-section showing
the positional relationship of the mitral and tricuspid valves
to the pulmonic and aortic arteries.

FIG. 654 is a perspective drawing of one embodiment
according to the present invention showing a prosthetic
mitral valve having a kidney-shaped stent conformation in
cross-section with an atrial cuff, shown here as opaque for
stent detail.

FIG. 655 is a perspective drawing of one embodiment
according to the present invention illustrating a prosthetic
mitral valve having a rounded-shape stent or oval-shape
stent conformation in cross-section with valve leaflets posi-
tioned towards the middle-point halfway up within the stent
body, and with an atrial cuff, shown here as opaque for stent
detail.

FIG. 66 is a perspective drawing of one embodiment
according to the present invention showing a prosthetic
mitral valve having a curved-tubular shape stent conforma-
tion in cross-section with an atrial cuff, shown here as
opaque for stent detail.

FIG. 67 is a perspective drawing of one embodiment
according to the present invention showing a prosthetic
mitral valve having a rounded-shape stent or oval-shape
stent conformation in cross-section with valve leaflets posi-
tioned high in the stent toward the atrial end of the stent
body, and an atrial cuff, shown here as opaque for stent
detail.

FIG. 68 is a perspective drawing of one embodiment
according to the present invention showing a prosthetic
mitral valve having a stent body made from both braided
wire (atrial end) and laser-cut metal (annular or ventricular
end), and an uncovered atrial cuff FIG. 69 is a perspective
drawing of one embodiment according to the present inven-
tion showing a prosthetic mitral valve having a stent body
made from both laser-cut metal (atrial end) and braided wire
(annular or ventricular end), and without an atrial cuff.
Narrow Gauge Stent

FIG. 70 is a line drawing showing a native mitral valve
without implant.

FIG. 71 is a line drawing showing an implanted full-sized
prosthetic causing commissural stretching.

FIG. 72 is a line drawing showing a prosthetic mitral
valve sized to avoid interaction with or deformation of the
commissures being used to treat mitral regurgitation at the
central jet.

FIG. 73 is a line drawing showing a narrow diameter
prosthetic body seated within a valve.

FIG. 74 is a line drawing showing how the hyperbolic
paraboloid shape of the native mitral valve yields different
diameters, whether posterior to anterior, or longitudinal
along the line of the cusp interface.

FIG. 75 is a line drawing showing how an over-large
valve extends beyond line c-c, and could, if the longest
diameter were inadvertently used, the full diameter of the
native annulus line a-a, that it extends even further beyond
what is believed to be too large of a valve diameter (in some
situations).

FIG. 76 and FIG. 77 are line drawings showing positive
examples of the concept disclosed herein, where the diam-
eter is either equal to or less than the cross-section diameter
of the native annulus from posterior to anterior side.
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FIG. 78 is a line drawing showing an embodiment of the
narrow valve wherein the dashed line illustrates the diameter
of the native annulus and contrasts the narrow gauge stent
seated within.

DETAILED DESCRIPTION OF THE
INVENTION

The present invention provides various improvements in
the design and components of prosthetic valves, especially
for use in cardiac surgeries. Specifically, the invention
relates to improved designs and features providing better
stability, fit, durability and ease of delivery and retrieval for
such prosthetic valves. For the purposes of this application,
the terms “collar” and “sealing cuff” are used interchange-
ably.

Improved Surface Components

In one embodiment, the invention provides improvement
in the surface components and structures for prosthetic
valves intended to be deployed into a closed beating heart
using a transcatheter delivery system. The combination of
unique features herein addresses many of the issues and
points of failure in current valve technology and provides a
highly developed approach to the extraordinary number of
problems that arise when attempting to provide a medical
device of this type. The invention provides improved in-
growth of the prosthetic, maintains structural integrity over
large cycles, addresses biocompatibility issues, and
addresses hemocompatibility issues. Additionally, the inven-
tion addresses problems related to unwanted buckling of the
surface material, lack of sealing of the prosthetic valve
within the valvular annulus, unwanted twisting of fabrics,
and difficulties arising from elasticity during attachment of
the cover to the stent.

In a preferred embodiment, there is provided a multi-layer
cover for a prosthetic heart valve having an expandable
tubular stent and an expandable internal leaflet assembly,
wherein said stent is a tubular wire-form having an interior
wall and an exterior wall, and wherein said leaflet assembly
is disposed within the stent to form a valve and is comprised
of stabilized tissue or synthetic material, wherein the multi-
layer cover comprises at least two layers of stabilized tissue
or synthetic material, a first layer comprised of a polyester
material and a second layer comprised of a polyester mate-
rial or stabilized tissue, wherein the first layer is attached to
the interior wall of the stent and the second layer is attached
to the exterior wall of the stent
Stabilized Tissue or Biocompatible Synthetic Material

In one embodiment, it is contemplated that multiple types
of tissue and biocompatible material may be used to line or
cover both the inner “interior” and/or outer “exterior” lateral
walls of the stent, and to line or cover embodiments utilizing
the integral sealing cuff. As stated previously, the leaflet
component may be constructed solely from stabilized tissue
or synthetic material, with or without using an additional
wire support, to create a leaflet assembly and valve leaflets.
In this aspect, the leaflet component may be attached to the
stent with or without the use of the wire form.

It is contemplated that the tissue may be used to cover the
inside of the stent body, but that the outside of the stent body
is lined or covered with either tissue or synthetic material.
Where the stent is heat formed to created a sealing cuff
structure, the top “side” of the cuff wire form (formerly the
interior until the stent was heat formed) will be lined with
tissue, whereas the underside of the sealing cuff will be
lined, similar to the exterior, with tissue or more preferably
synthetic material



US 9,480,559 B2

23

In one preferred embodiment, the tissue used herein is
optionally a biological tissue and may be a chemically
stabilized valve of an animal, such as a pig. In another
preferred embodiment, the biological tissue is used to make
leaflets that are sewn or attached to a metal frame. This
tissue is chemically stabilized pericardial tissue of an ani-
mal, such as a cow (bovine pericardium) or sheep (ovine
pericardium) or pig (porcine pericardium) or horse (equine
pericardium).

Preferably, the tissue is bovine pericardial tissue.
Examples of suitable tissue include that used in the products
Duraguard®, Peri-Guard®, and Vascu-Guard®, all products
currently used in surgical procedures, and which are mar-
keted as being harvested generally from cattle less than 30
months old. Other patents and publications disclose the
surgical use of harvested, biocompatible animal thin tissues
suitable herein as biocompatible “jackets™ or sleeves for
implantable stents, including for example, U.S. Pat. No.
5,554,185 to Block, U.S. Pat. No. 7,108,717 to Design &
Performance-Cyprus Limited disclosing a covered stent
assembly, U.S. Pat. No. 6,440,164 to Scimed Life Systems,
Inc. disclosing a bioprosthetic valve for implantation, and
U.S. Pat. No. 5,336,616 to LifeCell Corporation discloses
acellular collagen-based tissue matrix for transplantation.

In one preferred embodiment, the synthetic material is a
polyurethane or polytetratluoroethylene. The synthetic poly-
mer materials include expanded polytetrafluoroethylene or
polyester may optionally be used. Other suitable materials
may optionally include thermoplastic polycarbonate ure-
thane, polyether urethane, segmented polyether urethane,
silicone polyether urethane, silicone-polycarbonate ure-
thane, and ultra-high molecular weight polyethylene. Addi-
tional biocompatible polymers may optionally include poly-
olefins, elastomers, polyethylene-glycols,
polyethersulphones, polysulphones, polyvinylpyrrolidones,
polyvinylchlorides, other fluoropolymers, silicone polyes-
ters, siloxane polymers and/or oligomers, and/or polylac-
tones, and block co-polymers using the same.

In another embodiment, the tissue and/or synthetic mate-
rial liner/cover may optionally have a surface that has been
treated with (or reacted with) an anti-coagulant, such as,
without limitation, immobilized heparin. Such currently
available heparinized polymers are known and available to
a person of ordinary skill in the art.

Layers

In one preferred embodiment, the layering of the stent and
the synthetic material and tissue may be provided in various
options. For example, in one preferred embodiment, it is
contemplated that the interior layer (within the lumen of the
stent) is Dacron® (aka PET), and the outer exterior of the
stent is lined or covered with stabilized tissue as described
herein. In another embodiment, there is Dacron® both on the
interior and the exterior of the stent, where one or both may
be electrospun PET to provide the microscopic ‘hairs’
necessary for in-growth. In another embodiment, the pros-
thetic valve may have a synthetic layer on top of a tissue
layer for an exterior, and have a tissue layer on the interior.
Electrospun Fibers

Electrospinning is a technology that produces polymer
fibers with diameters ranging from the nano- to the
microscale. Fabrics with complex shapes can be electrospun
from solutions, producing a broad range of fiber and fabric
properties. Electrospinning produces materials with high
surface to weight and volume ratios, which makes these
materials excellent candidates for controlled biological
interactions, especially construction of fibrous extra-cellular
matrix scaffolds. The porous nature of the fabric coupled
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with the ability to spin many types of polymers allows for
the formation of implantable structures. Here, the prosthetic
valve cover material can use the electrospun fabric as a
scaffolding to allow integration into the body, also known as
in-growth or cell attachment (both endothelialization and
smooth muscle cell attachment). Additives, ranging from
therapeutic agents to property modifiers, can be introduced
into the solutions and become incorporated into the fibers
and fabrics.

In preferred embodiments, the synthetic material will
range in thickness from about 0.001" (0.0254 mm) to about
0.015" (0.3809 mm), or from about 0.002" (0.0508 mm) to
about 0.010" (0.254 mm), or alternatively wherein both the
first layer and the second layer are about 0.005" (0.127 mm)
in thickness. Preferred materials may be obtained from Zeus
Co., Orangeburg, S.C.

By creating a sandwiched prosthetic valve made using a
nitinol (or similar) stent that has extremely thin tissue on the
inside and extremely thin synthetic, e.g. Dacron®, on the
outside, very small but very durable prosthetic valves can be
created and, importantly, delivered via the less-invasive,
safer transcatheter delivery techniques.

Synthetics and polymers contemplated as within the scope
of the present invention support long-term cell growth,
without cytotoxic or mutagenic effects, and have a degra-
dation profile consistant with its usage. For example, the
material should promote in-growth but not degrade prior to
effective in-growth, where the rate of degradation matches
the rate of tissue attachment. Also, degradation by-products
must be similarly non-toxic and biocompatible.

Biodegradable materials contemplated as within the scope
of the present invention include without limitation polyes-
ters such as polylactide (PLA), polyglycolide (PGA), poly-
caprolactone (PCL), polylactide-co-polyglycolide (PLGA),
co-polymers of poly-L-lactide and polycaprolactone
(PLLA-CL), and poly-3-hydroxybutyrate-co-3-hydroxyval-
erate (PHBV). Also contemplated as within the scope of the
invention are polyanhydrides, polyamides, modified poly-
saccharides, polyalkene glycols (e.g. PEG), polyalkene
oxides (e.g. PEO, PEO-co-PBT), and polyalkene terephtha-
lates (e.g. PBT), and ethylene-vinyl acetate co-polymers.

However, non-degradable polymers may also be used but
with biocompatible coatings in order to reduce problems
known in the art that arise with the use of certain polymers
such as immune responses, thrombotic responses, and cell
toxicity. include non-degradable materials such as polytet-
rafluoroethylene (PTFE), polyethylene-co-vinyl acetate,
poly n-butyl methacrylate, poly(styrene-b-isobutylene-b-
styrene,

The co-polymers may vary in the range of the ratio of one
polymer to the co-polymer from a ratio of about 5:95 to a
ratio of about 95:5. In certain embodiments, the ratio range
may be about 10:90 to about 90:10, or range from about
20:80 to 80:20, or from about 25:75 to 75:25, or from about
30:70 to 70:30, or 40:60 to 60:40, or 50:50, or subranges in
between.

In a preferred non-limiting embodiment, the material is
spun into nanofibers, fibers having a cross-sectional size of
less than 1000 nm. Preferred diameters may range from
about 100 to about 1000 nm. Alternative preferred embodi-
ments include nanofibers having a diameter ranging from
about 200-800, or alternatively about 300-800 nm.

Additional therapeutic agents, e.g. sirolimus, paclitaxel,
may be used incorporated into the polymer in certain
embodiments for local, timed release.
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Fabrication of Electrospun Nanofibers

To fabricate polymeric nanofibers by electrospinning, the
polymer was dissolved in an appropriate solvent. The resul-
tant solution was then filled in a syringe. With the aid of a
syringe pump, the solution was ejected out through a needle
tip with an inner diameter of 0.21 mm at a constant feed-rate.
A high DC voltage ranging from 10-15 kV (Gamma High
Voltage Research, Ormond Beach, Fla., USA) was applied
between the needle and a grounded aluminum plate which
was 15 cm below the needle.

The electric field generated by the surface charge causes
the solution drop at the tip of the needle to distort into the
Taylor cone. Once the electric potential at the surface charge
exceeded a critical value, the electrostatic forces overcome
the solution surface tension and a thin jet of solution erupts
from the surface of the cone. The parameters for fabrication
of nano-fibers include voltages from about 10-12.5 kV,
solvents selected from hexafluoro-isopropanol, dimethyl-
formamide, chloroform, methanol, dichloromethane, other
solvents known to person of skill in the polymer arts, and
mixtures and combination thereof.

Manufacture of Ultra-Thin Stabilized Tissue

In a preferred embodiment, ultra-thin vapor-cross linked
stabilized bioprosthetic or implant tissue material is con-
templated. Tissue having a 0.003° (0.0762 mm) to about
0.010" (0.254 mm) may be made using a process comprising
the steps of: (a) vapor cross-linking a pre-digested com-
pressed tissue specimen by exposing the tissue specimen to
a vapor of a cross-linking agent selected from the group
consisting of aldehydes, epoxides, isocyanates, carbodiim-
ides, isothiocyanates, glycidalethers, and acyl azides; and
(b) chemically cross-linking the vapor-cross-linked tissue
specimen by exposing the vapor-crosslinked tissue speci-
men to an aqueous crosslinking bath for a predetermined
time, such crosslinking bath containing a liquid phase of a
crosslinking agent selected from the group consisting of
aldehydes, epoxides, isocyanates, carbodiimides, isothio-
cyanates, glycidalethers, and acyl azides. [para 15] Such
tissue may be porcine, ovine, equine or bovine in origin and
preferably the initial material is taken from a bovine animal
30 days old or less, although tissue from older animals is
contemplated as within the scope of the invention. In one
preferred embodiment, the tissue specimen is subjected to
chemical dehydration/compression and mechanical com-
pression before cross-linking.

Pre-digestion is provided by digesting a harvested,
cleaned pericardial tissue in a solution containing a surfac-
tant, such as 1% sodium laurel sulfate. The chemical dehy-
dration/compression step comprises subjecting the tissue
specimen to hyperosmotic salt solution. And, the mechanical
compression may be performed by subjecting the tissue
specimen to a roller apparatus capable of compressing the
tissue specimen to a thickness ranging from about 0.003°
(0.0762 mm) to about 0.010" (0.254 mm).

The animal collagen tissue specimen is then chemically
cross-linked first by exposing the tissue to formaldehyde
vapor for approximately 10 minutes, and second by immers-
ing the tissue in a glutaraldehyde solution for two consecu-
tive sessions of approximately 24 hours each.

Functions of the Annular Cuff/Collar

The valve collar functions in a variety of ways. The first
function of the prosthetic valve is to be a substitute for the
native valve, but with improved functions, such as inhibiting
perivalvular leak/regurgitation of blood by flexing and seal-
ing across the irregular contours of the annulus and atrium.

The second function of the valve collar is to provide
adjustability and compliance once the prosthetic is seated.
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The heart and its structures undergo complex conforma-
tional changes during the cardiac cycle. For example, the
mitral valve annulus has a complex geometric shape known
as a hyperbolic parabloid much like a saddle, with the horn
being anterior, the seat back being posterior, and the left and
right valleys located medially and laterally. Beyond this
complexity, the area of the mitral annulus changes over the
course of the cardiac cycle. Further, the geometry of the
tricuspid valve and tricuspid annulus continues to be a topic
of research, posing its own particular problems. Accord-
ingly, compliance is a very important but unfortunately often
overlooked requirement of cardiac devices. Compliance
here refers to the ability of the valve to maintain structural
position and integrity during the cardiac cycle. Compliance
with the motion of the heart is a particularly important
feature, especially the ability to provide localized compli-
ance where the underlying surfaces are acting differently
from the adjacent surfaces. This ability to vary throughout
the cardiac cycle allows the valve to remain seated and
properly deployed in a manner not heretofore provided.

Additionally, compliance may be achieved through the
use of the tethers where the tethers are preferably made from
an elastic material. Tether-based compliance may be used
alone, or in combination with the collar-based compliance.

The third function of the valve/collar is to provide a valve
that, during surgery, is able to be seated and be able to
contour to the irregular surfaces of the atrium. The use of
independent tethers allows for side to side fitting of the valve
within the annulus. For example, where three tethers are
used, they are located circumferentially about 120 degrees
relative to each other which allows the surgeon to observe
whether or where perivalvular leaking might be occurring
and to pull on one side or the other to create localized
pressure and reduce or eliminate the leaking.

The forth function of the collar is to counter the forces that
act to displace the prosthesis toward/into the ventricle (i.e.
atrial pressure and flow-generated shear stress) during ven-
tricular filling.

Additional features of the collar include that it functions
to strengthen the leaflet assembly/stent combination by
providing additional structure. Further, during deployment,
the collar functions to guide the entire structure, the pros-
thetic valve, into place at the mitral annulus during deploy-
ment and to keep the valve in place once it is deployed.

Another very important feature in one embodiment of the
present invention is that the design of the valve allows the
leaflets to be located high within the stent body, in the top
half (atrial) of the lumen of the stent, or even at or near the
atrial top end of the stent portion of the prosthetic valve. By
allowing the leaflets to be located high within the stent body,
the reduces the occurrence of LVOT obstruction (Left Ven-
tricular Outflow Tract obstruction), a situation where the
blood leaving the left ventricle to the aortic valve is
obstructed and/or has it’s laminar flow disrupted. In some
circumstances this pathological condition is caused by hav-
ing a stent or other medical device at or near the mitral valve
area that extends too far into the left ventricle itself.
Annular Cuft/Collar Structure

The collar is a substantially flat, circular, band-shaped
collar structure that is attached to and encircles the tubular
stent forming a V-shape, when viewed in cross-section,
between the exterior wall of the tubular stent and the flat,
circular band-shaped annular expansion gasket. The stift-
yet-flexible nature of the attached (or integrated) gasket in a
V-shape collar establishes a “cork™ or “shuttlecock” type of
structure that when the prosthetic valve is deployed into the
annulus of the valve, e.g. mitral valve, the wedge-ring shape
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of the device, with its spring-like pusher band to provide a
lateral annular compressive pressure or force against the
native valve annulus to immobilize the valve and provide a
seal between the cardiac chambers, e.g. the atrium and the
ventricular, to re-establish valve function via the prosthetic
valve. As viewed from a side perspective, the collar diameter
matches the diameter of the tubular stent where the collar is
attached to the stent nearest the ventricle, but as the collar
and stent wall form a V-shape, the diameter of the collar gets
larger and larger, until it reaches it’s maximum diameter at
the atrial terminus of the collar panel. As used herein, the
term collar, inverted flange, gasket, spring panel, are con-
sidered to be functionally equivalent. When the tubular stent
is pulled through the mitral valve aperture, the mitral annu-
lus, by the tether loops in the direction of the left ventricle,
the flexible collar acts as to stop the tubular stent from
traveling any further through the mitral valve aperture. At
this point, the entire prosthetic valve is held by lateral
pressure caused by the forcible compression of the advanc-
ing spring-like collar through the mitral annulus, and the
longitudinal forces ventricular tethers attached to the left
ventricle.

The collar is preferably formed from a web of polyester
fabric spanning from the distal end of the stent body to a
support structure made from superelastic metal. Alterna-
tively, the web made be made from a stiff, flexible shape-
memory material such as the nickel-titanium alloy material
Nitinol® wire that is covered by stabilized tissue or other
suitable biocompatible or synthetic material.

In one embodiment, the collar wire form is constructed
from independent loops of wire creating lobes or segments
extending axially around the circumference of the bend or
seam where the collar transitions to the tubular stent (in an
integral collar) or where the collar is attached to the stent
(where they are separate, but joined components). The collar
forms an acute angle in relation to the exterior wall of the
tubular stent body.

In another embodiment, the collar is constructed from an
attached panel. In this embodiment, the panel may be a solid
metal band, or may be perforated, woven, or laser cut to
provide a mesh-like surface, or may be a polyester fabric
material.

Because of the material’s flexibility, the collar has the
ability to articulate back and forth, along the lateral axis
compared to the longitudinal axis that runs length-wise
through the center of the tubular stent. In other words, where
the metal has loops or is woven, the individual spindles or
loops can independently move back and forth, and can
spring back to their original position due to the relative
stiffness of the wire. The collar has a certain modulus of
elasticity such that, when attached to the wire of the stent, is
able to allow the collar to move. This flexibility gives the
collar, upon being deployed within a patient’s heart, the
ability to conform to the anatomical shape necessary for a
particular application. In the example of a prosthetic mitral
valve, the collar is able to conform to the irregularities of the
left atrium and shape of the mitral annulus, and to provide
a tight seal against the atrial tissue adjacent the mitral
annulus and the tissue within the mitral annulus. As stated
previously, this feature importantly provides a degree of
flexibility in sizing the a mitral valve and prevents blood
from leaking around the implanted prosthetic heart valve.

In one preferred wire collar embodiment, the wire
spindles of the collar are substantially uniform in shape and
size. In another preferred embodiment of the present inven-
tion, each loop or spindle may be of varying shapes and
sizes. In this example, it is contemplated that the loops may
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form a pattern of alternating large and small loops, depend-
ing on where the valve is being deployed. In the case of a
prosthetic mitral valve, pre-operative imaging may allow for
customizing the structure of the sealing cuff depending on a
particular patient’s anatomical geometry in the vicinity of
the mitral annulus.

The sealing cuff wire form is constructed so as to provide
sufficient structural integrity to withstand the intracardiac
forces without collapsing. The sealing cuff wire form is
preferably constructed of a web of polyester fabric spanning
from the distal end of the stent body to a support structure
made from a superelastic metal, such as Nitinol™® and is
capable of maintaining its function as a sealing collar for the
tubular stent while under longitudinal forces that might
cause a structural deformation or valve displacement. It is
contemplated as within the scope of the invention to option-
ally use other shape memory alloys such as Cu—7n—Al—
Ni alloys, and Cu—AIl—Ni alloys. The heart is known to
generate an average left atrial pressure between about 8 and
30 mm Hg (about 0.15 to 0.6 psi). This left atrial filling
pressure is the expected approximate pressure that would be
exerted in the direction of the left ventricle when the
prosthesis is open against the outer face of the collar as an
anchoring force holding the collar against the mitral valve
annulus. The collar counteracts this downward longitudinal
pressure against the prosthesis in the direction of the left
ventricle to keep the valve from being displaced or slipping
into the ventricle. In contrast, left ventricular systolic pres-
sure, normally about 120 mm Hg, exerts a force on the
closed prosthesis in the direction of the left atrium. The
tethers counteract this force and are used to maintain the
valve position and withstand the ventricular force during
ventricular contraction or systole. Accordingly, the collar
has sufficient structural integrity to provide the necessary
tension against the tethers without being dislodged and
pulled into the left ventricle. Tethers and anchors may also
be used to secure position against any other directional
forces as necessary. After a period of time, changes in the
geometry of the heart and/or fibrous adhesion between
prosthesis and surrounding cardiac tissues may assist or
replace the function of the ventricular tethers in resisting
longitudinal forces on the valve prosthesis during ventricular
contraction.

Annular Clamp Structure and Function

It is possible for a prosthetic valve stent to be stabilized
within the valvular annulus through the use of integrated
clamps located at intervals around the circumference of the
stent. This clamp system may use clamps made of metal or
similarly rigid and durable material, either as an integrated
component of the stent during manufacture, by soldering, by
threading stent wire through anchoring apertures in the
clamp structure, or a similar attachment process.

In one embodiment of a clamp-based anchoring system,
each clamp comprises a hinge made of a pin, optionally
surrounded by a spring, said pin extending through holes in
two interdigitated middle members, which hinge could be
manipulated into a closed or open position. Further, each
middle member of a clamp could comprise (a) a footer
section with a proximal side and a distal side, (b) two flat
plates with the distal end of each plate attached to the narrow
edges of the proximal side of the footer section and extend-
ing out, parallel to each other, at a diagonal angle, (c) the
proximal end of each plate containing a centered circular
hole of a diameter to accommodate the insertion of the pin,
and (d) a flat flange protruding from the center of the inner
end of the footer section, with the flange containing a
centered hole to allow connection by a tool to open and close
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the hinge. Attached to the distal end of each of the two
middle members, two or more semicircular fingers, with an
equal number of such fingers attached to each middle
member such that, upon closing of the hinge, the open side
of the semicircle faces inward and the closed side faces
outward.

In this embodiment, the dual sets of semicircular fingers
would move towards one another as the hinge closes and
away from one another as the hinge opens. The semicircular
fingers are attached to the middle members in a staggered
fashion such that the semicircular members interdigitate
upon closing. Finally, the tip of each semicircular finger
tapers to form a point capable of piercing valve annulus
tissue, allowing for a firm stabilizing anchor for both the
stent and the valve it contains.

In a more preferred embodiment, the clamp assembly
described above shall be manufactured similar to the dimen-
sions indicated in FIG. 37.

The clamp of the immediately preceding embodiment
may be comprised within a clamp-based valve anchoring
system in which two flexible members, each with a pre-
formed bend and protruding from a delivery housing,
wherein each such flexible member is attached to the flange
of each middle member, such that the flexible member is
straightened upon retraction into the delivery housing, and
the action of straightening the flexible member applies
pressure to the two flanges, closing the hinge.

In another preferred embodiment, the clamp body would
comprise a hinge made of a pin, optionally surrounded by a
spring, said pin extending through holes in the proximal
ends of each of two or more closing members, which hinge
can be manipulated into a closed or open position. The
closing members each have a straight base branching out-
ward into a semicircular shape so that, upon closing the
hinge, the open side of the semicircle faces inward and the
closed side faces outward.

Each closing member, or set of two or more closing
members, will move parallel to one another in opposite
directions, towards one another as the hinge closes and away
from one another as the hinge opens. Thus, an open clamp
can be positioned so that one or more closing members are
located on either side of the native valve annulus tissue, and
the tips will contact the annulus tissue upon the clamp being
moved to a closed position.

Further, the closing members are attached to the pin in a
staggered fashion such that the semicircular members inter-
digitate upon closing; and the tip of each closing member
tapers to form a point capable of piercing the valve annulus
tissue, again allowing for a firm stabilizing anchor for both
the stent and the valve it contains.

In a more preferred embodiment, the clamp assembly
described above shall be manufactured similar to the dimen-
sions indicated in FIG. 37.

Any of the clamps or other anchoring elements, or pres-
sure-bearing members, described herein may be comprised
of any surgically acceptable metal, natural or synthetic
polymer or ceramic material, including but not limited to
shape-memory alloys. The tapered tips of anchoring ele-
ments may also include further anchoring features, including
but not limited to fishhook or arrowhead designs, with or
without retraction capabilities for ease in withdrawing the
anchors from tissue.

Functions of the Improved Annular Cuff/Collar

The atrial cuff or collar functions in a variety of ways. The
first function of the atrial cuff/collar is to inhibit perivalvular
leak/regurgitation of blood around the prosthesis. By flexing
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and sealing across the irregular contours of the annulus and
atrium, leaking is minimized and/or prevented.

The second function of the atrial cuff/collar is to provide
an adjustable and/or compliant bioprosthetic valve. The
heart and its structures undergo complex conformational
changes during the cardiac cycle. For example, the mitral
valve annulus has a complex geometric shape known as a
hyperbolic parabloid much like a saddle, with the horn being
anterior, the seat back being posterior, and the left and right
valleys located medially and laterally. Beyond this complex-
ity, the area of the mitral annulus changes over the course of
the cardiac cycle. Further, the geometry of the tricuspid
valve and tricuspid annulus continues to be a topic of
research, posing its own particular problems. Accordingly,
compliance is a very important but unfortunately often
overlooked requirement of cardiac devices. Compliance
here refers to the ability of the valve to maintain structural
position and integrity during the cardiac cycle. Compliance
with the motion of the heart is a particularly important
feature, especially the ability to provide localized compli-
ance where the underlying surfaces are acting differently
from the adjacent surfaces. This ability to vary throughout
the cardiac cycle allows the valve to remain seated and
properly deployed in a manner not heretofore provided.

Additionally, compliance may be achieved through the
use of the tethers where the tethers are preferably made from
an elastic material. Tether-based compliance may be used
alone, or in combination with the atrial cuff/collar-based
compliance.

The third function of the atrial cuff/collar and valve is to
provide a valve that, during surgery, is able to be seated and
be able to contour to the irregular surfaces of the atrium. The
use of independent tethers allows for side to side fitting of
the valve within the annulus. For example, where three
tethers are used, they are located circumferentially about 120
degrees relative to each other which allows the surgeon to
observe whether or where perivalvular leaking might be
occurring and to pull on one side or the other to create
localized pressure and reduce or eliminate the leaking.

The fourth function of the atrial cuff/collar is to counter
the forces that act to displace the prosthesis toward/into the
ventricle (i.e. atrial pressure and flow-generated shear stress)
during ventricular filling.

Additional features of the atrial cuff/collar include that it
functions to strengthen the leaflet assembly/stent combina-
tion by providing additional structure. Further, during
deployment, the atrial cuff/collar functions to guide the
entire structure, the prosthetic valve, into place at the mitral
annulus during deployment and to keep the valve in place
once it is deployed. Another important function is to reduce
pulmonary edema by improving atrial drainage.

Structure of the Improved Cuff/Collar

The atrial cuff/collar is a substantially flat plate that
projects beyond the diameter of the tubular stent to form a
rim or border. As used herein, the term atrial cuff/collar, cuff,
flange, collar, bonnet, apron, or skirting are considered to be
functionally equivalent. When the tubular stent is pulled
through the mitral valve aperture, the mitral annulus, by the
tether loops in the direction of the left ventricle, the atrial
cuff/collar acts as a collar to stop the tubular stent from
traveling any further through the mitral valve aperture. The
entire prosthetic valve is held by longitudinal forces between
the atrial cuff/collar which is seated in the left atrium and
mitral annulus, and the ventricular tethers attached to the left
ventricle.

The atrial cuff/collar is formed from a stiff, flexible
shape-memory material such as the nickel-titanium alloy
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material Nitinol™ wire that is covered by stabilized tissue or
other suitable biocompatible or synthetic material. In one
embodiment, the atrial cuff/collar wire form is constructed
from independent loops of wire that create lobes or segments
extending axially around the circumference of the bend or
seam where the atrial cuff/collar transitions to the tubular
stent (in an integral atrial cuff/collar) or where the atrial
cuff/collar is attached to the stent (where they are separate,
but joined components).

Once covered by stabilized tissue or material, the loops
provide the atrial cuff/collar the ability to travel up and
down, to articulate, along the longitudinal axis that runs
through the center of the tubular stent. In other words, the
individual spindles or loops can independently move up and
down, and can spring back to their original position due to
the relative stiffness of the wire. The tissue or material that
covers the atrial cuff/collar wire has a certain modulus of
elasticity such that, when attached to the wire of the atrial
cuff/collar, is able to allow the wire spindles to move. This
flexibility gives the atrial cuff/collar, upon being deployed
within a patient’s heart, the ability to conform to the
anatomical shape necessary for a particular application. In
the example of a prosthetic mitral valve, the atrial cuff/collar
is able to conform to the irregularities of the left atrium and
shape of the mitral annulus, and to provide a tight seal
against the atrial tissue adjacent the mitral annulus and the
tissue within the mitral annulus. As stated previously, this
feature importantly provides a degree of flexibility in sizing
the a mitral valve and prevents blood from leaking around
the implanted prosthetic heart valve.

An additional important aspect of the atrial cuff/collar
dimension and shape is that, when fully seated and secured,
the edge of the atrial cuff/collar preferably should not be
oriented laterally into the atrial wall such that it can produce
a penetrating or cutting action on the atrial wall.

In one preferred embodiment, the wire spindles of the
atrial cuff/collar are substantially uniform in shape and size.
In another preferred embodiment of the present invention,
each loop or spindle may be of varying shapes and sizes. In
this example, it is contemplated that the loops may form a
pattern of alternating large and small loops, depending on
where the valve is being deployed. In the case of a prosthetic
mitral valve, pre-operative imaging may allow for custom-
izing the structure of the atrial cuff/collar depending on a
particular patient’s anatomical geometry in the vicinity of
the mitral annulus.

The atrial cuff/collar wire form is constructed so as to
provide sufficient structural integrity to withstand the intrac-
ardiac forces without collapsing. The atrial cuff/collar wire
form is preferably constructed of a superelastic metal, such
as Nitino]™® and is capable of maintaining its function as
a sealing collar for the tubular stent while under longitudinal
forces that might cause a structural deformation or valve
displacement. It is contemplated as within the scope of the
invention to optionally use other shape memory alloys such
as Cu—7n—Al—Ni alloys, and Cu—AIl—Ni alloys. The
heart is known to generate an average left atrial pressure
between about 8 and 30 mm Hg (about 0.15 to 0.6 psi). This
left atrial filling pressure is the expected approximate pres-
sure that would be exerted in the direction of the left
ventricle when the prosthesis is open against the outer face
of the atrial cuff/collar as an anchoring force holding the
atrial cuff/collar against the atrial tissue that is adjacent the
mitral valve. The atrial cuff/collar counteracts this longitu-
dinal pressure against the prosthesis in the direction of the
left ventricle to keep the valve from being displaced or
slipping into the ventricle. In contrast, left ventricular sys-
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tolic pressure, normally about 120 mm Hg, exerts a force on
the closed prosthesis in the direction of the left atrium. The
tethers counteract this force and are used to maintain the
valve position and withstand the ventricular force during
ventricular contraction or systole. Accordingly, the atrial
cuff/collar has sufficient structural integrity to provide the
necessary tension against the tethers without being dis-
lodged and pulled into the left ventricle. After a period of
time, changes in the geometry of the heart and/or fibrous
adhesion between prosthesis and surrounding cardiac tissues
may assist or replace the function of the ventricular tethers
in resisting longitudinal forces on the valve prosthesis
during ventricular contraction.

Stent Structure

Preferably, superelastic metal wire, such as Nitinol® wire,
is used for the stent, for the inner wire-based leaflet assem-
bly that is disposed within the stent, and for the sealing cuff
wire form. As stated, it is contemplated as within the scope
of'the invention to optionally use other shape memory alloys
such as Cu—Zn—AIl—Ni alloys, and Cu—AIl—Ni alloys. It
is contemplated that the stent may be constructed as a
braided stent or as a laser cut stent. Such stents are available
from any number of commercial manufacturers, such as
Pulse Systems. Laser cut stents are preferably made from
Nickel-Titanium (Nitinol®), but also without limitation
made from stainless steel, cobalt chromium, titanium, and
other functionally equivalent metals and alloys, or Pulse
Systems braided stent that is shape-set by heat treating on a
fixture or mandrel.

One key aspect of the stent design is that it be compress-
ible and when released have the stated property that it return
to its original (uncompressed) shape. This requirement lim-
its the potential material selections to metals and plastics
that have shape memory properties. With regards to metals,
Nitinol has been found to be especially useful since it can be
processed to be austhenitic, martensitic or super elastic.
Martensitic and super elastic alloys can be processed to
demonstrate the required compression features.

In one preferred embodiment, the valve, in lateral cross-
section, is “D-shaped”. Having one side that is relatively flat
allows the valve to seat against the native anterior leaflet,
tracking the shape of the anterior annulus, without putting
excessive pressure on the aortic valve which is located
immediately adjacent the anterior leaflet. The D-shape also
provides the rounded posterior valve/stent wall to track the
shape of the posterior annulus and seat securely against the
posterior leaflet.

In this regard, in one preferred aspect the deployment of
the D-shaped valve may be offset such that the flat wall, or
straight line of the “D”, is positioned along the axis between
the mitral annulus and the aortic valve.

In another preferred embodiment, the valve, in lateral
cross-section, is “kidney shaped” or “kidney bean shaped”.
This three-dimensional shape, like the D-shape, allows the
valve to seat against the native anterior leaflet, tracking the
shape of the anterior annulus, without putting excessive
pressure on the aortic valve which is located immediately
adjacent the anterior leaflet.

Laser Cut Stent

One possible construction of the stent envisions the laser
cutting of a thin, isodiametric Nitinol tube. The laser cuts
form regular cutouts in the thin Nitinol® tube. Secondarily
the tube is placed on a mold of the desired shape, heated to
the Martensitic temperature and quenched. The treatment of
the stent in this manner will form a stent or stent/sealing cuff
that has shape memory properties and will readily revert to
the memory shape at the calibrated temperature.
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Braided Wire Stent

A stent can be constructed utilizing simple braiding
techniques. Using a Nitinol wire—for example a 0.012"
wire—and a simple braiding fixture, the wire is wound on
the braiding fixture in a simple over/under braiding pattern
until an isodiametric tube is formed from a single wire. The
two loose ends of the wire are coupled using a stainless steel
or Nitinol coupling tube into which the loose ends are placed
and crimped. Angular braids of approximately 60 degrees
have been found to be particularly useful. Secondarily, the
braided stent is placed on a shaping fixture and placed in a
muffle furnace at a specified temperature to set the stent to
the desired shape and to develop the martensitic or super
elastic properties desired.

The stent as envisioned in one preferred embodiment is
designed such that the ventricular aspect of the stent comes
to 1-5 points onto which one or more anchoring sutures are
affixed. The anchoring sutures (tethers) will traverse the
ventricle and ultimately be anchored to the epicardial sur-
face of the heart approximately at the level of the apex. The
tethers when installed under slight tension will serve to hold
the valve in place, i.e. inhibit paravalvular leakage during
systole.

Narrow Gauge Stent to Treat Commissural Regurgitation
and/or Secondary Mitral Regurgitation

“Primary MR” is a term describing mitral regurgitation
caused by an anatomic defect in the valve or associated
tissue, such as the chordae. The defect can either be con-
genital or degenerative, with causal factors ranging from
marfan syndrome to drug- or radiation-inducement.

“Secondary MR” (also known as “Functional MR”),
unlike Primary MR, is classified as a defect in valvular
function or mechanics, as opposed to an anatomical defect.
In such cases, an anatomically normal mitral valve has
become regurgitant, usually as a result of impaired left
ventricle from dilated cardiomyopathy or a myocardial
infarction. Causality can be either ischemic or nonischemic.
Specifically, chordae tendinae and papillary muscles can be
stretched from increased tension, and the valve annulus
itself may become distended due to the altered position of
surrounding myocardium. Frequently, dilation of the left
ventricle results in “volume overload” of blood during
periods of systole, inhibiting full coaptation of the leaflets.

Secondary MR involves a defect in valvular function or
mechanics, as opposed to an anatomical defect. In these
cases, an anatomically normal mitral valve has become
regurgitant, usually as a result of impaired left ventricle from
dilated cardiomyopathy or a myocardial infarction. Specifi-
cally, chordae tendinae and papillary muscles can be
stretched from increased tension, and the valve annulus
itself may become distended due to the altered position of
surrounding myocardium. Frequently, dilation of the left
ventricle results in volume overload during periods of sys-
tole, inhibiting full coaptation of the leaflets.

Types of treatment currently in use for Secondary MR
include treatments to decrease the circumference of the
valvular orifice; decreasing the size of the mitral orifice,
either by cinching the leaflets or restricting the movement of
the leaflets; or remodeling the left ventricle to decrease the
dimensions there. Examples of procedures to limit the size
of the mitral orifice and/or enhance leaflet coaptation include
the anchoring of one or more balloon devices across the
mitral valve orifice to provide a backstop for leaflet coap-
tation and the use of sutures or clips to attach the leaflets at
the point of coaptation. These methods are known to involve
thrombotic and stenotic complications.
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Secondary MR can be subclassified by leaflet movement
(Carpentier’s classification): type I (normal valve move-
ment, such as annular dilatation or leaflet perforation); type
II (excessive movement); and type III (restrictive move-
ment: IIla—diastolic restriction such as rheumatic disease;
IITb—systolic restriction as in functional disease).

One particular aspect of secondary or “functional” mitral
regurgitation is the presence of a “central jet” of regurgitant
blood flowing through and near the center of the point of
coaptation during regurgitation.

In one non-limiting preferred embodiment, the prosthetic
valve is used to close the valve to this central jet flow, while
leaving the commissures free to seal. This embodiment has
yielded unexpected benefits in ameliorating the effects of
commissural regurgitation and/or secondary mitral regurgi-
tation, such as LV hypertrophy. It is thought that this
unexpected benefit is likely due benefit is potentially due to
the overall reduction in regurgitation and increased pumping
efficiency, combined with the lessened deformity of the
native commissures, this eliminating most or all of the mitral
commissural regurgitation.

In another non-limiting preferred embodiment, the diam-
eter of the stent body should be less than the diameter of the
native mitral annulus. In one preferred embodiment, the
stent diameter is between 50% and 95% of the diameter of
the native mitral annulus. In another preferred embodiment,
the stent diameter is between 75% and 90% of the diameter
of the native mitral annulus. Preferably, the valve is posi-
tioned within the point of coaptation so as not to impair the
opening of either the posterior or anterior commissions,
thereby allowing the prosthetic valve to stop central jet
regurgitation, while avoiding structural deformation or inter-
action with the mitral commissures.

In another non-limiting preferred embodiment, the diam-
eter of the stent body should be less than the distance
between the inward-facing tips of the two commissural
cusps.

In another non-limiting preferred embodiment, the diam-

eter of the stent body should approximately match the
distance between the inward-facing tips of the two commis-
sural cusps. In another non-limiting preferred embodiment,
the diameter of the stent body should be approximately
18-32 mm. In a more preferred embodiment, the diameter of
the stent body should be 20-30 mm. In a more preferred
embodiment, the diameter of the stent body should be 23-28
mm.
The average area of an open mitral valve is between 4
cm?2 and 6 cm2. In another non-limiting preferred embodi-
ment, the diameter of the stent body may be between 75%
and 99% of the mitral valve cross-sectional leaflet diameter.
In another preferred embodiment, the diameter of the stent
body may be between 85% and 98% of the mitral valve
cross-sectional leaflet diameter. In another preferred
embodiment, the diameter of the stent body may be between
92% and 97% of the mitral valve cross-sectional leaflet
diameter.

The degree of severity of mitral regurgitation can be
quantified by the regurgitant fraction, which is the percent-
age of the left ventricular stroke volume that regurgitates
into the left atrium.

Regurgitant fraction = Zmitral 7 Taortic o 100%,

Vinitrat
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where V..., and V.. are respectively the volumes of
blood that flow forward through the mitral valve and aortic
valve during a cardiac cycle. Methods that have been used
to assess the regurgitant fraction in mitral regurgitation
include echocardiography, cardiac catheterization, fast CT
scan, and cardiac MRI.

The degree of mitral regurgitation is often gauged accord-
ing to the regurgitant fraction.

Determination of the degree of mitral regurgitation

Regurgitant Regurgitant
Degree of mitral regurgitation fraction Orifice area
Mild mitral regurgitation <20 percent
Moderate mitral regurgitation 20-40 percent
Moderate to severe mitral regurgitation ~ 40-60 percent
Severe mitral regurgitation >60 percent >0.4 cm?

In another non-limiting preferred embodiment, the stent
body shall be shaped to allow for continued commissural
regurgitation of 20% or less. In a more preferred embodi-
ment, the stent body shall be shaped to avoid commissural
deformation and/or commissural regurgitation of 10% or
less. In another preferred embodiment, the stent body shall
be shaped to avoid commissural deformation and/or com-
missural regurgitation of 5% or less.

Leaflet and Assembly Structure

The valve leaflets are held by, or within, a leaflet assem-
bly. In one preferred embodiment of the invention, the leaflet
assembly comprises a leaflet wire support structure to which
the leaflets are attached and the entire leaflet assembly is
housed within the stent body. In this embodiment, the
assembly is constructed of wire and stabilized tissue to form
a suitable platform for attaching the leaflets. In this aspect,
the wire and stabilized tissue allow for the leaflet structure
to be compressed when the prosthetic valve is compressed
within the deployment catheter, and to spring open into the
proper functional shape when the prosthetic valve is opened
during deployment. In this embodiment, the leaflet assembly
may optionally be attached to and housed within a separate
cylindrical liner made of stabilized tissue or material, and
the liner is then attached to line the interior of the stent body.

In this embodiment, the leaflet wire support structure is
constructed to have a collapsible/expandable geometry. In a
preferred embodiment, the structure is a single piece of wire.
The wireform is, in one embodiment, constructed from a
shape memory alloy such as Nitinol. The structure may
optionally be made of a plurality of wires, including between
2 to 10 wires. Further, the geometry of the wire form is
without limitation, and may optionally be a series of para-
bolic inverted collapsible arches to mimic the saddle-like
shape of the native annulus when the leaflets are attached.
Alternatively, it may optionally be constructed as collapsible
concentric rings, or other similar geometric forms that are
able to collapse/compress which is followed by an expan-
sion to its functional shape. In certain preferred embodi-
ments, there may be 2, 3 or 4 arches. In another embodiment,
closed circular or ellipsoid structure designs are contem-
plated. In another embodiment, the wire form may be an
umbrella-type structure, or other similar unfold-and-lock-
open designs. A preferred embodiment utilizes super elastic
Nitinol wire approximately 0.015" in diameter. In one pre-
ferred embodiment, the diameter is 0.012". In this embodi-
ment, the wire is wound around a shaping fixture in such a
manner that 2-3 commissural posts are formed. The fixture
containing the wrapped wire is placed in a mufle furnace at
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a pre-determined temperature to set the shape of the wire
form and to impart it’s super elastic properties. Secondarily,
the loose ends of the wireform are joined with a stainless
steel or Nitinol tube and crimped to form a continuous
shape. In another preferred embodiment, the commissural
posts of the wireform are adjoined at their tips by a circular
connecting ring, or halo, whose purpose is to minimize
inward deflection of the post(s).

In another preferred embodiment, the leaflet assembly is
constructed solely of stabilized tissue or other suitable
material without a separate wire support structure. The
leaflet assembly in this embodiment is also disposed within
the lumen of the stent and is attached to the stent to provide
a sealed joint between the leaflet assembly and the inner wall
of the stent. By definition, it is contemplated within the
scope of the invention that any structure made from stabi-
lized tissue and/or wire(s) related to supporting the leaflets
within the stent constitute a leaflet assembly.

In this embodiment, stabilized tissue or suitable material
may also optionally be used as a liner for the inner wall of
the stent and is considered part of the leaflet assembly.

Liner tissue or biocompatible material may be processed
to have the same or different mechanical qualities, e.g.
thickness, durability, etc. from the leaflet tissue.
Deployment within the Valvular Annulus

The prosthetic heart valve is, in one embodiment, apically
delivered through the apex of the left ventricle of the heart
using a catheter system. In one aspect of the apical delivery,
the catheter system accesses the heart and pericardial space
by intercostal delivery. In another delivery approach, the
catheter system delivers the prosthetic heart valve using
either an antegrade or retrograde delivery approach using a
flexible catheter system, and without requiring the rigid tube
system commonly used. In another embodiment, the catheter
system accesses the heart via a trans-septal approach.

In one non-limiting preferred embodiment, the stent body
extends into the ventricle about to the edge of the open
mitral valve leaflets (approximately 25% of the distance
between the annulus and the ventricular apex). The open
native leaflets lay against the outside stent wall and parallel
to the long axis of the stent (i.e. the stent holds the native
mitral valve open).

In one non-limiting preferred embodiment, the diameter
should approximately match the diameter of the mitral
annulus. Optionally, the valve may be positioned to sit in the
mitral annulus at a slight angle directed away from the aortic
valve such that it is not obstructing flow through the aortic
valve. Optionally, the outflow portion (bottom) of the stent
should not be too close to the lateral wall of the ventricle or
papillary muscle as this position may interfere with flow
through the prosthesis. As these options relate to the tricus-
pid, the position of the tricuspid valve may be very similar
to that of the mitral valve.

In another embodiment, the prosthetic valve is sized and
configured for use in areas other than the mitral annulus,
including, without limitation, the tricuspid valve between
the right atrium and right ventricle. Alternative embodi-
ments may optionally include variations to the sealing cuff
structure to accommodate deployment to the pulmonary
valve between the right ventricle and pulmonary artery, and
the aortic valve between the left ventricle and the aorta. In
one embodiment, the prosthetic valve is optionally used as
a venous backflow valve for the venous system, including
without limitation the vena cava, femoral, subclavian, pul-
monary, hepatic, renal and cardiac. In this aspect, the sealing
cuff feature is utilized to provide additional protection
against leaking.
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Tethers

In one preferred embodiment, there are tethers attached to
the prosthetic heart valve that extend to one or more tissue
anchor locations within the heart. In one preferred embodi-
ment, the tethers extend downward through the left ven-
tricle, exiting the left ventricle at the apex of the heart to be
fastened on the epicardial surface outside of the heart.
Similar anchoring is contemplated herein as it regards the
tricuspid, or other valve structure requiring a prosthetic.
There may be from 1 to 8 tethers which are preferably
attached to the stent.

In another preferred embodiment, the tethers may option-
ally be attached to the sealing cuff to provide additional
control over position, adjustment, and compliance. In this
preferred embodiment, one or more tethers are optionally
attached to the sealing cuff, in addition to, or optionally, in
place of, the tethers attached to the stent. By attaching to the
sealing cuff and/or the stent, an even higher degree of
control over positioning, adjustment, and compliance is
provided to the operator during deployment.

During deployment, the operator is able to adjust or
customize the tethers to the correct length for a particular
patient’s anatomy. The tethers also allow the operator to
tighten the sealing cuff onto the tissue around the valvular
annulus by pulling the tethers, which creates a leak-free seal.

In another preferred embodiment, the tethers are option-
ally anchored to other tissue locations depending on the
particular application of the prosthetic heart valve. In the
case of a mitral valve, or the tricuspid valve, there are
optionally one or more tethers anchored to one or both
papillary muscles, septum, and/or ventricular wall.

The tethers, in conjunction with the sealing cuff or collar,
provide for a compliant valve which has heretofore not been
available. The tethers are made from surgical-grade mate-
rials such as biocompatible polymer suture material.
Examples of such material include 2-0 exPFTE (polytetra-
fluoroethylene) or 2-0 polypropylene. In one embodiment
the tethers are inelastic. It is also contemplated that one or
more of the tethers may optionally be elastic to provide an
even further degree of compliance of the valve during the
cardiac cycle. Upon being drawn to and through the apex of
the heart, the tethers may be fastened by a suitable mecha-
nism such as tying off to a pledget or similar adjustable
button-type anchoring device to inhibit retraction of the
tether back into the ventricle. It is also contemplated that the
tethers might be bioresorbable/bioabsorbable and thereby
provide temporary fixation until other types of fixation take
hold such a biological fibrous adhesion between the tissues
and prosthesis and/or radial compression from a reduction in
the degree of heart chamber dilation.

Further, it is contemplated that the prosthetic heart valve
may optionally be deployed with a combination of installa-
tion tethers and permanent tethers, attached to either the
stent or sealing cuff, or both, the installation tethers being
removed after the valve is successfully deployed. It is also
contemplated that combinations of inelastic and elastic
tethers may optionally be used for deployment and to
provide structural and positional compliance of the valve
during the cardiac cycle.

Pledget

In one embodiment, to control the potential tearing of
tissue at the apical entry point of the delivery system, a
circular, semi-circular, or multi-part pledget is employed.
The pledget may be constructed from a semi-rigid material
such as PFTE felt. Prior to puncturing of the apex by the
delivery system, the felt is firmly attached to the heart such
that the apex is centrally located. Secondarily, the delivery
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system is introduced through the central area, or orifice as it
may be, of the pledget. Positioned and attached in this
manner, the pledget acts to control any potential tearing at
the apex.

Tines/Barbs

In another embodiment the valve can be seated within the
valvular annulus through the use of tines or barbs. These
may be used in conjunction with, or in place of one or more
tethers. The tines or barbs are located to provide attachment
to adjacent tissue. In one preferred embodiment, the tines are
optionally circumferentially located around the bend/transi-
tion area between the stent and the sealing cuff. Such tines
are forced into the annular tissue by mechanical means such
as using a balloon catheter. In one non-limiting embodiment,
the tines may optionally be semi-circular hooks that upon
expansion of the stent body, pierce, rotate into, and hold
annular tissue securely.

Functions of the Spring Anchor

The spring anchor will form a spring-shaped wire or
banded extending from the base of the self-expanding stent.
The anchor will provide support to hold the stent within the
natural valve annulus by being coiled around the chordae
tendineae extending from the natural valve annulus. The
spring mechanism of the anchor will allow consistent sup-
port to the prosthetic valve stent, despite repetitive defor-
mation as the chordae tendineae, valve annulus and sur-
rounding tissue contract and release. The shape memory
characteristics of the coil will allow each loop deform and
move independently in response to each heart contraction,
and then return to the original coil dimensions as the heart
relaxes. The placement of the coil around the chordae
tendineae will anchor the stent to counteract the natural
tendency of the stent to move laterally with the cardiac tissue
contractions and releases, and longitudinally with the blood
flow between the ventricle and the atrium.

Deployment of the Spring Anchor

The spring anchor will be fused to the prosthetic valve
stent via either welding, soldering or adhesion prior to
insertion of the entire valve and anchor assembly into a
delivery catheter.

The delivery catheter will approach the heart via either
transvenous, transarterial or percutaneous delivery. Delivery
may be made through into the left or right ventricle, or the
left or right atrium.

Delivery into the right ventricle may be made through the
intercostal space and thereby through the lateral ventricular
wall. Delivery into the right atrium may be made using a
transvenous approach.

Delivery into the left ventricle may be made through the
intercostal space, using an apical approach or through the
lateral ventricular wall. A transarterial retrograde aortic
valve approach and a transvenous septostomy approach may
also be used.

Upon deployment of the self-expanding prosthetic valve
within the native valvular annulus, whether in the tricuspid
valve annulus, mitral valve annulus, or otherwise, the cath-
eter sheath will be withdrawn, allowing the spring anchor to
deploy. Such anchor deployment will result in the expanding
of the coiled loops into a spring-like shape of sufficient
diameter to allow circumnavigation of the chordae
tendineae.

After release of the spring anchor, control of the anchor
will be maintained via surgical tools contained within the
catheter and known in the art to guide the anchor around the
chordae tendineae in a rotating, screw-like motion. The
number of rotations performed will be determined by the
number of loops contained within the spring anchor.
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Alternatively, the surgeon may use a surgical tool con-
tained within the catheter and known in the art to secure and
pull the chordae tendineae within the circumference of one
or more loops of the anchor.

Upon securing the anchor around the chordae tendineae,
surgical tools may or may not be used to secure one or more
anchoring tethers to surrounding pericardial tissue for addi-
tional support.

Upon the securing of the valve stent within the native
annulus, the spring anchor around the chordae tendineae and
the tethers, if any, to the pericardial tissue, all surgical tools
manipulating said components will be disengaged, pulled
into the catheter and the catheter withdrawn.

Spring Anchor Structure

The spring anchor is a single wire or band of shape-
memory material, for example a 0.012" Nitinol wire, formed
into a series of two or more circular loops, in which the
proximal loop is attached to the base of the prosthetic valve
stent.

Once the proximal loop has been attached to the base of
the self-expanding stent, the additional loop(s) will radiate
outward axially from the stent in the shape of a spring. The
distal loop will be open, allowing for the tip to be placed
outside a chordae tendineae during deployment, then rotated
about a plurality of chordae tendineae in either a clockwise
or counterclockwise direction until each non-proximal loop
is deployed about and anchored against the outer tissue of
the chordae tendineae.

In a preferred embodiment, the spring anchor is made of
material identical to the material used to construct the base
of the stent. In another preferred embodiment, the material
of the anchor differs from the material of the stent base.

In a preferred embodiment, the proximal loop of the
spring anchor is welded to the base of the stent, forming a
continuous joint around the full diameter of the base. In
another embodiment, the proximal loop of the anchor is
soldered to the stent base, or adhered to the stent base using
an adhesive substance known in the art.

Because of the shape-memory material’s flexibility, the
anchor has the ability to articulate back and forth both
laterally and longitudinally, while returning to its original
shape formation after each deformation. The loops can
independently move back and forth, and can spring back to
their original position due to the relative stiffness of the wire
or band. The coil has a certain modulus of elasticity such
that, when attached to the wire of the stent, is able to allow
the collar to move. This flexibility gives the anchor, upon
being deployed within a patient’s heart, the ability to con-
form to the anatomical shape necessary for a particular
application. In the example of a prosthetic mitral valve, the
anchor is able to conform to the irregularities in the shape
and disposition of the chordae tendineae, and to provide a
tight grip against the chordae tendineae tissue to provide
support to the prosthetic valve. As stated previously, this
feature importantly provides a degree of flexibility in sizing
the anchor and prevents dislocation of the anchor and/or
prosthetic valve due to wear.

In one preferred anchor embodiment, each loop in the coil
is substantially uniform in shape and diameter. In another
preferred embodiment of the present invention, the loops
may be of varying shapes and sizes. In this example, it is
contemplated that the loops may gradually increase in
diameter as they extend away from the stent base. The size
and pattern of the loops may vary based on whether the
valve replacement is being performed on the mitral valve or
the tricuspid valve.
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The anchor form is constructed so as to provide sufficient
structural integrity to withstand the intracardiac forces with-
out dislocating, permanently deforming or fracturing. The
anchor assembly is preferably constructed of a wire or band
constructed of a shape memory alloy, polymer or ceramic,
such as Nitinol®, that is capable of maintaining its function
as an anchor for the tubular stent while under lateral and
longitudinal forces that might cause a structural deformation
or valve displacement. It is contemplated as within the scope
of'the invention to optionally use other shape memory alloys
or materials such as listed herein.

For example, assuming a mitral valve replacement pros-
thesis, the heart is known to generate an average left atrial
pressure between about 8 and 30 mm Hg (about 0.15 to 0.6
psi). This left atrial filling pressure is the expected approxi-
mate pressure that would be exerted in the direction of the
left ventricle when the prosthesis is open against the pros-
thesis within the mitral valve annulus. The anchor counter-
acts this downward longitudinal pressure against the pros-
thesis in the direction of the left ventricle to keep the valve
from being displaced or slipping into the ventricle. In
contrast, left ventricular systolic pressure, normally about
120 mm Hg, exerts a force on the closed prosthesis in the
direction of the left atrium. The anchor would also counter-
act this force and be used to maintain the valve position and
withstand the ventricular force during ventricular contrac-
tion or systole. Tethers may also be used to secure position
against any other directional forces as necessary. After a
period of time, changes in the geometry of the heart and/or
fibrous adhesion between prosthesis and surrounding car-
diac tissues, or between the anchor and surrounding cardiac
tissues, may assist or replace the function of anchor and/or
the ventricular tethers in resisting longitudinal forces on the
valve prosthesis during ventricular contraction.
Description of Surface Improvements Figures

Referring now to the FIGURES, FIG. 1 shows one
embodiment of a prosthetic heart valve 110 according to the
present invention, comprising tubular stent 112 having
optional tether attachment structures 114 at one end and
tubular stent 112 provides integrated sealing cuff 116 at the
other end. Leaflet assembly 118 is disposed within stent 112
and supports valve leaflets 120. Sealing cuff 116 has inde-
pendent articulating loops of wire 122 and interior liner/
covering 124 and exterior liner/covering 125.

Tubular stent 112 may be an expandable laser cut stent or
an expandable braided stent. Tubular stent 112 may be
constructed of Martensitic or super elastic metal alloys.
Tubular stent 112 may be compressed along its longitudinal
axis and will fit into a catheter-based stent delivery system.
When the tubular stent 112 is delivered to the location where
it is to be installed, it is expelled from the catheter by an
obturator and deposited at the site where it is to be deployed.

Tubular stent 112 includes a plurality of optional tether
attachments 114 upon which a tether (not shown) may be
connected. FIG. 1 shows an embodiment having three tether
attachments which are integrated into the distal portion of
the stent 112.

Leaflet assembly 118 is a separate but integrated structure
that is disposed within the stent 112. Leaflet assembly 118
functions to provide the structure upon which the valve
leaflets or cusps 120 are located. Leaflet assembly 118 may
be made entirely of stabilized tissue or it may be a combi-
nation wire and tissue structure. Where leaflet assembly 118
is composed entirely of tissue, it is contemplated that the
leaflet assembly, leaflet support structure, and leaflets or
cusps 120 are made from tissue.
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The prosthetic valve is covered with multiple layers of
either synthetic material, or tissue, or both. This feature is
described in greater detail herein. Different qualities of
stabilized tissue, i.e. thin or thick, structurally rigid or
flexible as it may be, may be used for the different compo-
nents of the sealing cuff top covering 124, the stent interior
liner/covering 124, the leaflet assembly 118 and the leaflets
120. Where leaflet assembly 118 is composed of wire and
tissue, it contemplated that assembly or support(s), or both,
may be made from wire, and the leaflet cusps 120 would
necessarily be made from tissue.

Prosthetic heart valve 110 also includes sealing cuff 116.
FIG. 1 shows sealing cuff 116 formed from a sealing cuff
wire form 122 that is covered by, in one embodiment,
interior liner/covering 124 and exterior liner/covering 125.
Hash marks are provided to illustrate how the stent wire/cuff
wire is covered on both sides. Hash marks may also indicate
that the tissue or fabric is opaque, however it is not required.
In one embodiment, the sealing cuff wire form is an exten-
sion of the stent itself, where the stent has been heated and
manipulated upon a form to create the extended spindles of
the flat, collar plate of the sealing cuff.

Referring now to FIG. 2 is a cut-away sectional view of
a multi-layer transcatheter valve according to one embodi-
ment of the present invention. FIG. 2A shows a three-layer
construction having synthetic polymeric material 134 on the
inside, a stent made from wire 132, e.g. Nitinol®, and an
outer covering made from a synthetic polymeric material
134, e.g. Dacron® polyester. FIG. 2B shows a three-layer
construction having specially treated tissue 130 on the
inside, a stent made from wire 132, e.g. Nitinol®, and an
outer covering made from a synthetic polymeric material
134, e.g. Dacron® polyester.

Referring now to FIG. 3, FIG. 3A illustrates an embodi-
ment wherein tissue 130 is interior, supporting stent 132, and
having outer synthetic material covering 134. FIG. 3B
illustrates an embodiment wherein synthetic material 134 is
used in both the interior and the exterior, with the metal stent
132 sandwiched between them. FIG. 3C illustrates how
multiple layers may be constructed, with, for example, from
inside the lumen of the stent to the outside, a synthetic
material 134 is layered with a treated tissue layer 132, which
is attached to the stent 130, which in turn is covered with a
synthetic material 136 which may be the same or different as
the inner synthetic material 134.

Referring now to FIG. 4, FIG. 4A is an electron micro-
scope image of an electrospun PGA nanofiber fabricated to
have a certain porosity and density. FIG. 4B is an electron
microscope image of an electrospun PLGA nanofiber fab-
ricated to have a different porosity and density. FIG. 4C is
an electron microscope image of an electrospun PLLA-CL
nanofiber fabricated to have an alternative porosity and
density. These types of electrospun fibers are contemplated
for use as one of the preferred, but not necessarily limited to,
synthetic materials for use on the transcatheter valve herein.

Referring now to FIG. 5, there is an exploded view of one
embodiment of the parts of the invention. FIG. SA shows
cuff covering 124 in a treated tissue example. In other
alternative embodiments, the tissue may extend through the
entirety of the lumen of the stent, as compared to being used
only on the cuff, as here. Both variations are included within
the invention. FIG. 5B shows heat-formed stent 112 with
cuff loops 122. FIG. 5C shows synthetic polymeric material
128 as a band of material ready for covering the external/
outer wall of the stent body below the cuff. As with the
tissue, the synthetic material may cover part or all of the
exterior of the stent, including the underside of the cuff
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loops. FIG. 5D shows a piece of treated tissue 120, without
further detail, for use as the valve leaflet structure.

Referring now to FIG. 6 is a cut-away view of a heart with
a delivery catheter containing a prosthetic heart valve
according to the present invention and accessing the heart
using an apical approach. It is contemplated that other
surgical approaches to the heart, and valves in addition to the
mitral valve, are within the scope of the inventive subject
matter claimed herein. FIG. 6 shows the delivery catheter
144 advanced to through the mitral valve and into the left
atrium for deployment of the prosthetic valve 110.

Referring now to FIG. 7, FIG. 7 shows the lateral deploy-
ment of one embodiment of a prosthetic valve according to
the present invention and shows a prosthetic valve delivery
catheter 144 that has accessed the left atrium via the left
ventricle by way of a lateral trans-ventricular wall approach
through the lateral wall of the left ventricle of the heart.

Referring now to FIG. 8 is a cut-away view of a heart with
a delivery catheter 144 containing a prosthetic heart valve
according to the present invention and accessing the heart
using an apical approach into the right ventricle. It is
contemplated that other surgical approaches to the heart, and
valves in addition to the mitral valve, are within the scope
of the inventive subject matter claimed herein. FIG. 8 shows
the delivery catheter 144 advanced to the tricuspid valve and
into the right atrium for deployment of the prosthetic valve
110.

FIG. 9 A-D is a series of drawings of the deployment of
one embodiment of a prosthetic valve according to the
present invention. FIG. 9 A-D is a series of views of the tip
of one embodiment of a delivery catheter according to the
present invention containing a pre-loaded prosthetic valve
which is being pushed out of the delivery catheter, i.e. by an
obturator, starting with (A) the valve completely within the
catheter, (B) the sealing cuff portion being in view, (C) the
stent body following, and (D) the prosthetic valve with
attached tethers for positioning and/or adjustment and/or
securing the valve to tissue. FIGS. 9A-D show how the
prosthetic valve 110 is deployed from flexible deployment
catheter 144. FIG. 9B shows the sealing cuff 116 emerging
from the catheter 144. FIG. 9C shows the sealing cuff 116
and stent 112 partially expelled from the delivery catheter
144. FIG. 9D shows the prosthetic valve completely
expelled from the delivery catheter 144 with tethers 138
attached to the stent body and trailing behind into the
catheter. FIG. 9D further shows tethers 138 attached to the
stent 112, with prosthetic valve 110 now expanded and
delivered (but not positioned or adjusted), as the delivery
catheter 144 is withdrawn away from the target location, e.g.
atrium.

Referring now to FIG. 10, FIG. 10 shows a depiction of
a fully deployed prosthetic heart valve 110 installed in the
left mitral valve of the heart having the tethers 138 attached
to the left ventricle apex of the heart. Tethers 138 in this
embodiment extend through the heart muscle and are
attached to securing device 140, here shown as a pledget
placed on the epicardial surface and having tethers fastened
thereto. In this embodiment, the pledget 140 performs the
function of an anchor to which the tethers 138 are attached.
Tethers 138 are strung through the left ventricle apex and
pulled downward to seat prosthetic valve 110 in the atrial
valve area. The completely installed prosthetic valve is held
in the left atrium by the sealing cuff 116 and secured to the
apex of the heart by tethers 138. The tethers may be held in
place by a securing device which in this aspect of the
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invention is a pledget 140 that the tethers are threaded
through and secured against, i.e. by tying a knot or using a
cinching feature.

Referring now to FIG. 11 is a detailed cross-sectional
view (of the heart) of one embodiment of a prosthetic heart
valve according to the present invention deployed within the
mitral valve aperture of the heart and anchored, in an
alternative embodiment, between (A) where it is seated or
lodged by the atrial sealing cuff and (B) the ventricular
tethers connected to papillary muscles 166 and/or ventricu-
lar wall and/or tether(s) attached to septum 164, which are
each secured by one or more securing tissue anchors,
anchoring devices, or anchoring methods.

Description of Shuttlecock Annular Valve Figures

Referring now to the FIGURES, FIG. 12 shows one
embodiment of a prosthetic heart valve 110 according to the
present invention, comprising tubular stent 112 having tether
attachment structures 138 and collar 116. Leatlet assembly
118 is disposed within stent 112 and supports leaflets 120
(also not shown).

As stated, tubular stent 112 may be an expandable laser
cut stent or an expandable braided stent. Tubular stent 112
may be constructed of Martensitic or super elastic metal
alloys. Tubular stent 112 may be compressed in diameter
along its longitudinal axis and will fit into a catheter-based
stent delivery system. When the tubular stent 112 is deliv-
ered to the location where it is to be installed, it is expelled
from the catheter by an obturator and deposited at the site
where it is to be deployed.

Tubular stent 112 may include a plurality of tether attach-
ments (not pictured) to which a plurality of tethers 138 may
be connected. FIG. 12 shows an embodiment having four
tether attachments which are integrated into the distal por-
tion of the stent 112, four leading to an pericardial attach-
ment point at the apex of the left ventricle, where the are
secured to securing device/pledget 140.

Leaflet assembly 118 is a separate but integrated structure
that is disposed within the stent 112. Leaflet assembly 118
functions to provide the structure upon which the valve
leaflets or cusps 120 are located. Leaflet assembly 118 may
be made entirely of stabilized tissue or it may be a combi-
nation wire and tissue structure. Where leaflet assembly 118
is composed entirely of tissue, it is contemplated that the
leaflet assembly, leaflet support structure, and leaflets or
cusps 120 are made from tissue. It is contemplated as within
the scope of the invention that different qualities of stabi-
lized tissue, i.e. thin or thick, structurally rigid or flexible as
it may be, may be used for the different components of the
collar covering 124, the stent covering, the leaflet assembly
118 and the leaflets 120. Where leaflet assembly 118 is
composed of wire and tissue, it contemplated that assembly
or support(s), or both, may be made from wire, and the cusps
120 would necessarily be made from tissue.

Prosthetic heart valve 110 also includes collar 116. FIG.
12 shows collar 116 originating at or near the base of the
stent body and expanding in diameter within the native valve
annulus away from the distal end (ventricular) of the stent
body toward the proximal (atrial) end of the stent body.

As stated, collar 116 may be a band of metal tape, a wire
structure, made from flexible synthetic material, or made
from tissue material, and may be a separate attached struc-
ture, or may be constructed as an integral part of the stent
body when the stent body is manufactured. Annular tissue is
seen exerting lateral pressure onto collar 116. In one
embodiment, the collar is an extension of the stent itself,
where the stent has been heated and manipulated upon a
form to create the extended flat, inverted plate of the collar.
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In another embodiment, the collar is made separate from the
stent 112 and attached as a flat plate constructed to include
an inner rim 146 and an outer rim 148, with joint 142 where
the collar 116 meets the tubular stent 112.

Referring now to FIG. 13, FIG. 13a is a side view
illustration showing stent 112, collar 116 and joint 130
located at the distal end of the stent body 116. FIG. 135 is
a side view illustration showing an alternate embodiment of
stent 112, collar 116 and joint 130 attached further up stent
body away from the distal end of the stent body 116.

Referring to the stent body, it is contemplated as within
the scope of the invention to include both laser cut stent
technology and/or the braided stent technology. Where the
collar is an extension of a braided stent and forms a unitary
stent-collar construction, the collar is formed by heating a
Nitinol™ stent on a mold to create the proper extension and
angle necessary to establish the collar or collar portion.

Where the stent is laser cut, the collar may be manufac-
tured as a unitary laser-cut stent-collar construction. In this
embodiment, the collar wire form and the stent are laser cut
within the same overall manufacturing process. Where the
collar wire form is made separate from the stent and attached
as a flat collar plate, the collar and stent may be manufac-
tured/laser cut separately and attached using laser weld or
other similar technique to create a non-fatiguing elastic
stent-collar joint capable of maintaining elastic compliance
while it is deployed.

As noted, the rim or joint may consist of an artificial
transition point between the stent and the collar where the
stent has been heated to change the shape and angle of the
stent or has been laser cut to create it’s overall form, or the
rim may consist of a constructed transition point such as a
laser welded joint for attaching two component parts.

Referring now to FIG. 14, FIG. 14A shows an embodi-
ment of the invention, and in particular, the valve leaflets,
whereby a prosthetic mitral valve is supplied. FIG. 14B
shows an embodiment of a bicuspid mitral valve made from
tissue in the shape a hyperbolic paraboloid, or saddle. This
specific shape, for the prosthetic mitral valve, mimics the
native valve, and takes into consideration the anterior to
posterior compression or deformation that occurs due to
adjacent cardiovascular tissues, and takes into consideration
the lower, commissural portions similar to the native valve.
Since the inventive collar is flexible and deformable, this
allows proper alignment of the valve leaflets within the stent
body, greatly enhancing functionality. FIG. 14C illustrates
how a tricuspid valve may also be used within the scope of
the present inventive subject matter.

Referring now to FIG. 15, the collar has the ability to
travel or flex in and out, along the lateral axis; longitudinal
defined by the lengthwise axis of the stent. As stated, this
flexibility or compliance provides the prosthetic heart valve,
specifically the collar, upon being deployed within a
patient’s heart, the ability to conform to the anatomical
shape of the native annulus, maintain the conforming shape
during the cardiac cycle, and provide a tight seal against the
atrial tissue adjacent the mitral valve aperture. This feature
reduces or removes the guesswork that often accompanies
the pre-surgical sizing of a mitral valve. By providing a
better fit, this necessarily prevents blood from leaking
around the implanted prosthetic heart valve.

FIG. 15 shows how the prosthetic valve 110 may be fitted
with a tissue covering 126 that is thin, durable, and may be
attached to the stent body 116. FIG. 15 also shows how the
collar 116 may consist in one embodiment as a two-part
structure consisting of flexible member 152 and support
structure 150. Circular support structure 140 may be made
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as a disc or halo or series of loops from the stent itself by
heat-forming or by laser-cutting, or may be an independent
structure that is later attached or welded. In this embodi-
ment, flexible member may be made from a synthetic
material such as an elastic polymer fabric like a surgical
polyester-linked fabric known in the art. Support structure
150 may be covered with thin tissue 126 such as for
example, in a non-limiting preferred embodiment, a 0.005
inch thick tissue made according to the processes disclosed
herein. Leaflet cusp 120, here shown internal to the stent
112, may be made of the same tissue material as tissue
covering 126. In certain embodiments, leaflet tissue may be
processed to provide a thicker or thinner tissue as may
demanded by a particular deployment. For example, very
thin tissue would be useful where the prosthetic valve is
being deployed in a peripheral or non-cardiac vasculature
and needs to be very small. In another embodiment, the
leaflet tissue may be selected to be thicker to add stability or
wear or function, for a particular use.

The prosthetic valve may be sized according to the
patient’s cardiovascular needs. Smaller patients may need
smaller devices. Varying heart anatomies may call for spe-
cific sizes also, depending on the pathology presented. In a
preferred embodiment, the pericardial stent body is about 28
mm in diameter with support structure 150 extending to
about 45 mm in diameter. It is contemplated as within the
scope of the invention that the stent body diameter may
range from about 2 mm in diameter to about 30 mm in
diameter. It is contemplated that the support structure 150
may extend beyond the diameter of the stent body from 0.1
mm to about 20.0 mm, depending on use.

The height may be in one preferred embodiment about 5
mm-15 mm in total body length. It is contemplated as within
the scope of the invention that the height range of the
prosthetic valve length may range from about 2 mm to about
30 mm in total body length. The tethers may comprise from
1 to about 96 tethers securing the prosthetic valve in place.
In one embodiment, there may be a plurality of tethers 138
integrated with the stent body.

Stent 112 may include a liner contemplated as being made
of tissue or biocompatible material as disclosed herein. The
stent liner may be an inner stent liner and/or an outer
(surface) stent liner.

Referring now to FIG. 16, an alternate preferred embodi-
ment is illustrated showing stent body 112 covered with
treated thin tissue 126, collar 116 made from a polyester or
polyester-type fabric mesh which spans from support struc-
ture 140 to the distal end of the stent body 112. Support
structure 140 is also covered with thin (e.g. 0.005", 0.127
mm) tissue 126. Multiple tethers 114 are shown attached to
tether posts 144, and anchored to cardiac tissue as well as an
elongated tether 138 connected apically to a pericardial
pledget 146. Saddle shaped bicuspid leaflet 118 is shown
disposed within stent body 112.

Referring now to FIG. 17 is a cut-away view of a heart
with a delivery catheter containing a prosthetic heart valve
according to the present invention and accessing the heart
using an apical approach. It is contemplated that other
surgical approaches to the heart, and valves in addition to the
mitral valve, are within the scope of the inventive subject
matter claimed herein. FIG. 17 shows the delivery catheter
144 advanced to through the mitral valve and into the left
atrium for deployment of the prosthetic valve 110.

Referring now to FIG. 18, FIG. 18 shows the lateral
deployment of one embodiment of a prosthetic valve accord-
ing to the present invention and shows a prosthetic valve
delivery catheter that has accessed the left atrium via the left
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ventricle by way of a lateral trans-ventricular wall approach
through the lateral wall of the left ventricle of the heart. FIG.
18 shows a prosthetic valve delivery catheter 144 that has
accessed the left atrium via the left ventricle by way of a
lateral trans-ventricular wall approach through the lateral
wall of the left ventricle of the heart for deployment of the
prosthetic valve 110.

Referring now to FIG. 19 is a cut-away view of a heart
with a delivery catheter containing a prosthetic heart valve
according to the present invention and accessing the heart
using an apical approach into the right ventricle. It is
contemplated that other surgical approaches to the heart
including, and without being limited to, are femoral artery
access, axillary artery access, brachial artery access, radial
artery access, intrathoracic/pericardial, and other access
methods. It is also contemplated that valves in addition to
the mitral valve, are within the scope of the inventive subject
matter claimed herein, such as for instance the tricuspid and
the aortic. FI1G. 19 shows the delivery catheter 144 advanced
to the tricuspid valve and into the right atrium for deploy-
ment of the prosthetic valve 110.

Referring now to FIG. 20, FIG. 20a is a D-shaped
embodiment of a prosthetic valve according to the present
invention. FIG. 20a shows stent 112 having collar 116 and
mitral leaflets 120. Mitral leaflets 120 are shown at or near
the top of stent 112 providing a mechanism for avoiding
LVOT as described earlier. FIG. 205 shows another
D-shaped embodiment of a prosthetic valve according to the
present invention. FIG. 205 shows flexible member 152
covering stent 112 and spanning between stent 112 and
support structure 150. Flexible member 152 and support
structure 150 together comprise an alternative preferred
embodiment of a collar 116. Support structure 150 is shown
as a border of loops. As previously described, support
structure may be formed directly out of the stent material,
laser cut from a unitary piece of Nitinol®, or attached
separately. Support structure 150 is shown here in this
example without a layer of tissue or fabric, but it may also
be covered as such. Again, mitral leaflets 120 are shown at
or near the top of stent 112 providing a mechanism for
avoiding LVOT as described earlier. FIG. 20¢ is an illustra-
tion of a kidney or kidney-bean shaped embodiment of a
prosthetic valve according to the present invention. FIG. 20¢
shows flexible member 152 covering stent 112 and spanning
between stent 112 and support structure 150. Flexible mem-
ber 152 and support structure 150 together comprise an
alternative preferred embodiment of a collar 116. Support
structure 150 is shown as a border of loops. FIG. 204 is a
cross-sectional view of an embodiment of a prosthetic valve
according to the present invention. FIG. 20d shows leaflets
120 disposed within the lumen formed by stent walls 112.
Support structure 140 is shown formed from and an integral
piece of stent 112. Flexible member 152 is seen spanning
between the distal end of stent 112 and the proximal end of
support structure 150. Support structure 150 is shown cov-
ered by stabilized tissue 126.

Description of Spring Anchor Figures

Referring now to the FIGURES, FIG. 21 is a perspective
view illustration evidencing one embodiment of a prosthetic
heart valve 110 according to the present invention, compris-
ing tubular stent 112 having spring anchor attachment 156
attached to stent base 154. Leaflet assembly 118 is disposed
within stent 112.

As stated, tubular stent 112 may be an expandable laser
cut stent or an expandable braided stent. Tubular stent 112
may be constructed of Martensitic or super elastic metal
alloys. Tubular stent 112 may be compressed in diameter
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along its longitudinal axis and will fit into a catheter-based
stent delivery system. When the tubular stent 112 is deliv-
ered to the location where it is to be installed, it is expelled
from the catheter by an obturator and deposited at the site
where it is to be deployed.

Tubular stent 112 includes spring anchor attachment 156.
FIG. 21 shows an embodiment having the spring anchor
attachments wherein the proximal loop of the coil is attached
to the stent base 154, and the non-proximal loops extend out
from such base in a spring shape.

Referring now to FIG. 22, FIG. 22 is a perspective view
illustration showing stent 112 seated within a native mitral
valve annulus with leaflet assembly 118 disposed within
stent 112. Stent base 154 appears beneath the native annulus
and within the chordae tendineae, where it is fused to the
proximal loop of spring anchor 158. Spring Anchor 156
extends outward from its proximal loop and each non-
proximal loop encircles the chordae tendineae.

As noted, the stent base 154 may comprise an artificial
transition point between the stent and the spring anchor
proximal loop 158, which transition point may consist of a
welded attachment, a soldered attachment, or an adhesive
attachment.

As previously discussed, spring anchor 156 has the ability
to travel or flex both in and out, and up and down, as
required by the movements in the cardiac tissue associated
with heart contraction, while moving back into its natural
spring-like shape with each heart muscle relaxation. As
stated, the pliability of anchor 156 provides the prosthetic
heart valve, upon deployment within a patient’s heart, with
added stability within the native annulus, enhancing the
ability of stent 112 to both maintain a conforming shape
during the cardiac cycle, and provide a tight seal against the
atrial tissue adjacent the mitral valve aperture. By providing
an anchor with characteristics to stent 112, the potential for
blood leakage around the implanted prosthetic heart valve is
minimized, as is the potential for the stent to dislodge into
either the ventricle or atrium, resulting in catastrophic fail-
ure.

Referring now to FIG. 23, FIG. 23a shows an embodi-
ment of the invention, and in particular, the valve leaflets,
whereby a prosthetic mitral valve is supplied. FIG. 236
shows an embodiment of a bicuspid mitral valve made from
tissue in the shape a hyperbolic paraboloid, or saddle. This
specific shape, for the prosthetic mitral valve, mimics the
native valve, and takes into consideration the anterior to
posterior compression or deformation that occurs due to
adjacent cardiovascular tissues, and takes into consideration
the lower, commissural portions similar to the native valve.
Since the inventive collar is flexible and deformable, this
allows proper alignment of the valve leaflets within the stent
body, greatly enhancing functionality. FIG. 23¢ illustrates
how a tricuspid valve may also be used within the scope of
the present inventive subject matter.

Referring now to FIG. 24, stent 112 is again seated within
a native mitral valve annulus, here seen in cross-section,
with valve leaflet assembly 118 disposed within stent 112. In
addition, mesh collar 116 has been attached to the proximal
end of stent 112 for additional stability above the native
annulus. Stent base 154 is fused to the spring anchor
proximal loop 158, while the non-proximal loops of spring
anchor 156 extend downward through the ventricle and
around the chordae tendineae (not shown here). In addition,
tethers 138 are attached to the fused stent base 158/spring
anchor proximal loop 154, and extend outward in multiple
directions where they are anchored into surrounding native
tissue. Several of tethers 138 are extended to the apex of the
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left ventricle for attachment to and through a pledget 140 on
the pericardial surface. Tethers 138 and spring anchor 156
may be used separately or in conjunction to provide stabi-
lization to stent 112.

Referring now to FIG. 25, FIG. 25 is a cut-away view of
a heart with a delivery catheter containing a prosthetic heart
valve with attached spring anchor according to the present
invention and accessing the heart using an apical approach.
It is contemplated that other surgical approaches to the heart,
and valves in addition to the mitral valve, are within the
scope of the inventive subject matter claimed herein. FIG.
25 shows the delivery catheter 144 advanced to through the
mitral valve and into the left atrium for deployment of the
prosthetic valve 110 and attached spring anchor 156, and
rotating to encircle the spring-shaped spring anchor 156
around the chordae tendineae (not shown).

Referring now to FIG. 26, FIG. 26 shows the lateral
deployment of one embodiment of a prosthetic valve 110
prior to release of spring anchor 156 (not shown) according
to the present invention and shows a prosthetic valve deliv-
ery catheter 144 that has accessed the left atrium via the left
ventricle by way of a lateral trans-ventricular wall approach
through the lateral wall of the left ventricle of the heart. FIG.
26 shows a prosthetic valve delivery catheter 144 that has
accessed the left atrium via the left ventricle by way of a
lateral trans-ventricular wall approach through the lateral
wall of the left ventricle of the heart.

Referring now to FIG. 27, FIG. 27 is a cut-away view of
a heart with a delivery catheter 144 containing a prosthetic
heart valve 110 according to the present invention and
accessing the heart using an apical approach into the right
ventricle. It is contemplated that other surgical approaches to
the heart, and valves in addition to the mitral valve, are
within the scope of the inventive subject matter claimed
herein. FIG. 27 shows the delivery catheter 144 advanced to
the tricuspid valve and into the right atrium for deployment
of the prosthetic valve 110, prior to release of spring anchor
156 (not shown).

Description of Annular Clamps Figures

FIG. 28A shows a perspective view of a wire stent 112
with four clamp-style annulus anchoring members 160
located around the outside. FIG. 28B shows a side view of
the same wire stent 112 with four clamp-style annulus
anchoring members 160.

FIG. 29 shows a side view of a closed clamp-style annulus
anchoring member 160.

FIG. 30A show a perspective view of a clamp-style
annulus anchoring member 160 in the open position, com-
prising the following parts: pin 162, spring 168, two inter-
digitated middle members 170, two pairs of semicircular
fingers 172, each with a tapered point 174. FIG. 30B shows
aperspective view of the same clamp shown in FIG. 30a, but
in the closed position with the ends of the semicircular
fingers 172 interdigitated.

FIG. 31A shows a side view of the clamp-style annulus
anchoring member 160 shown in FIG. 30A, but with a
pressure-bearing member 176 attached to the flange portion
of each middle member 170 via the hole centered in such
flange (not shown), and exerting pressure to hold the clamp
open. The pressure bearing members 176 are emanating
from a catheter 144 in a straight position, exerting outward
pressure on the clamp to hold it open. FIG. 31B shows a
partially exploded view of the clamp and pressure bearing
members 176, evidencing the holes 178 centered in the
middle member flanges and the attachment stud 180 of each
pressure bearing member. The figure shows the moment of
release as the crimped point of the pressure bearing mem-
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bers 176 extend from catheter 144 and cause the pressure
bearing members to release from the middle members 170 of
the clamp, thereby allowing the torque of spring 168 (not
shown) to snap the clamp shut.

FIG. 32A shows a perspective view of a single semicir-
cular finger 172, with a slot 182 along the outer ridge and a
series of triangular protrusions 184 along one side for
interlocking with another finger of the same design. FIG.
32A also evidences a tip barb 186 above tapered point 174,
for securing the clamp into native tissue. FIG. 32B shows a
side view of the same semicircular finger pictured in FIG.
32A.

FIG. 33 A shows a perspective view of the outer and distal
side of the center portion component of a middle member of
the clamp assembly shown in FIG. 30A, with machine
tooling slots 188 and a ridged locking mechanism 190 for
interlocking with other components of the clamp assembly,
as well as stud attachment 192. FIG. 33B shows a perspec-
tive view of the inner and distal side of the same center
portion component pictured in FIG. 33A.

FIG. 34A shows a perspective view of a clamp assembly
in the open position, comprising a set of four closing
members 174, each with a hole bored directly into its
proximal end through which a pin 162 has been threaded,
with the closing members 174 interdigitated such that the
first and third closing members close in one direction while
the second and fourth closing members close in the opposite
direction. Each closing member has a tapered distal tip 174.
FIG. 34B shows the same assembly as FIG. 34A, but in the
closed position.

FIG. 35a shows a side perspective of a clamp assembly in
the open position, comprising a set of four closing members
170, each with a hole bored directly into its proximal end
through which a pin 162 has been threaded, with the closing
members 170 interdigitated such that the first and third
closing members close in one direction while the second and
fourth closing members close in the opposite direction. Each
closing member has a tapered distal tip 174 with a barb
feature 186. FIG. 35B shows the same assembly as FIG.
34A, from an angled perspective.

FIG. 36A shows a side view of the clamp assembly of
FIG. 35A, but in a closed position. FIG. 36B shows the same
assembly as FIG. 36A, but from an angled perspective.

FIG. 37 shows a variety of possible dimensions of various
components of a clamp assembly.

FIG. 38 shows a wire stent 112 with an integrated cuft 116
comprising stud assemblies 192 for a suction fin and glue
fin.

FIG. 39 shows a cross-section of the integrated cuff 116
of'the stent of FIG. 38, evidencing two stable inner tubes 194
for suction and application of glue.

FIG. 40 is a line drawing evidencing the angle of stent 112
to semicircular finger 172.

FIG. 41 is a perspective view from an underneath angle of
a wire stent 112 comprising an integrated cuff 116, further
evidencing a series of clamping devices 196 circumnavigat-
ing the prosthetic annulus, each such device clamping down
a security belt 198.

FIG. 42 evidences a perspective view of a guidance
catheter 144 located within the stent 112 pictured in FIG. 41,
with wires 200 emanating from holes around the catheter
body 202 and attached through the prosthetic annulus to the
clamp devices (not pictured) pictured in FIG. 41.

FIG. 43 shows a closer view of the guide catheter 144,
stent 112 and strings 200 emanating from catheter holes 202,
connecting to security belt clamps 196 as they secure
security belt 198.
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FIG. 44 shows an underneath view of the guidance
catheter, string and stent assembly of FIGS. 41-43, evidenc-
ing the mechanism by which pulling the strings 200 through
the catheter holes 202 closes the clamp devices 196 around
the security belt 198.

FIG. 45 shows a close view from a perspective inside the
stent of the guidance catheter, string and stent assembly of
FIGS. 41-44, evidencing a cross-section of the guidance
catheter 144 and a cross-section of the integrated cuft 116,
evidencing the perforation of the cuff by each string 200 and
the connection of each string 200 to a clamping device 196,
which clamps security belt 198 into place.

Description of Improved Cuft/Collar Figures

Referring now to the FIGURES, FIG. 46 shows the atrial
cuff/collar 116 wherein the shape is somewhat mushroom
shaped, or agaricoid. In this embodiment, hemodynamic
leaking is addressed wherein the atrial cuff/collar 116 has
been constructed to have a tensioning or downward-spring
feature 204 in order to contour to the commissures of a
pathologically defective mitral valve and constructed to
contour to the zone of coaptation of the pathologically
defective mitral valve. The commissural contour compo-
nents at each down-turned end of the atrial sealing gasket
and the zone of coaptation contour components of the atrial
cuff/collar 116 act to confirm to the saddle-shape wherein the
commissural contour components are in direct communica-
tion with the mitral valve commissures, and the zone of
coaptation contour components are in direct communication
with the mitral valve zone of coaptation

FIG. 47 shows the atrial cuff/collar 116 wherein the shape
is “fingernail shaped” or onychoid. In this embodiment, the
truncated portion is positioned during deployment adjacent
to the aortic valve area. The rounded portion then is seated
and covers the posterior commissure while the truncated
portion avoids obstruction by the lacking the surplus of cuff
material that would define an interfering structure.

FIG. 48 shows the atrial cuff/collar 116 wherein the shape
is “kidney shaped” or reniform. In this embodiment, the
inner curve of the shape is positioned during deployment to
face the aortic valve area (anteriorly) and obstruction is
avoided by the lack of an interfering structure. In contrast,
additional gasket material is provided so that the gasket may
be seated to cover both commissural areas of the mitral
valve. The outer curve of the atrial cuff/collar 116 functions
to prevent leakage near the zone of coaptation.

FIG. 49 shows the atrial cuff/collar 116 wherein the shape
is an oval. In this embodiment, the anterior rounded portion
212 is positioned during deployment adjacent to the aortic
valve area and rises to travel along the atrial wall to provide
sealing without obstruction. The posterior rounded portion
214 then is seated and covers the commissures and seals
against leaking.

FIG. 50 shows the atrial cuff/collar 116 wherein the shape
is a truncated-oval having a squared, truncated portion 206.
Similar to FIG. 47, in this embodiment, the truncated portion
206 is positioned during deployment adjacent to the aortic
valve area, but also comprises a curved aspect 216 that rises
to travel along the atrial wall to provide sealing without
obstruction. The rounded portion 216 then is seated and
covers the posterior commissure while the truncated portion
206 avoids obstruction by the lacking the surplus of cuff
material that would define an interfering structure.

FIG. 51 shows the atrial cufficollar 116 as an acute
(downward) angle sealing structure. In this embodiment, the
atrial sealing gasket has a tensioning or spring-like feature
similar to FIG. 46, but with a atrial cuff profile that is about
1 cm or less. Although the small cuff/collar 116 may have
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less ability to seal against leaking as a consequence of its
smaller size, the benefit of the smaller profile is that there is
less wear, less movement, less inflammation, and less dam-
age to the atrial tissue.

FIG. 52 shows the atrial cuff/collar 116 and the internal
valve leaflets at nearly that same planar location/height. In
this embodiment, the cuff/collar 116 allows the prosthetic
valve leaflet assembly 118 to be seated within the mitral
annulus at an optimum height, balancing avoiding LVOT
obstruction below the annulus while providing the ability to
vary the functionality of the ventricular filling.

FIG. 53 shows the atrial cuff/collar 116 wherein the shape
is propeller-shaped. In this embodiment, the atrial cuff/collar
116 is positioned during deployment such that where the
gasket is at a minimum, the aortic valve area (anteriorly) has
little or no pressure from the prosthetic valve 110 against the
annular tissue adjacent the aortic valve. In contrast, the
“blades” of the propeller shape provide additional cuff
material so that the gasket may be seated to cover both
commissural areas of the mitral valve. In this embodiment,
no additional cuff material is provided near the zone of
coaptation and the native leaflets provide sufficient sealing
against leaking There may be two or three “blades” in the
propeller structure.

FIG. 54 shows the atrial cuff/collar 116 wherein the shape
is cruciform. In this embodiment, the atrial cuff/collar 116 is
positioned during deployment such that there is cuff material
provided to place a specified amount of pressure on the
annular tissue adjacent the aortic valve. Similar to FIG. 53,
the “blades” of the propeller shape provide additional cuff
material so that the gasket may be seated to cover both
commissural areas of the mitral valve.

FIG. 55 shows the atrial cuff/collar 116 wherein the shape
is petal-shaped having a plurality of flat radial covered
loops. In this embodiment, the atrial cuff/collar 116 and the
internal valve leaflets 118 are at nearly that same planar
location/height allowing the prosthetic valve to be seated
within the mitral annulus at an optimum height, balancing
avoiding LVOT obstruction below the annulus while pro-
viding the ability to vary the functionality of the ventricular
filling. In this embodiment, the use of multiple radial loops
allows the atrial gasket to match the trabeculations of the
atrial/annular tissue area.

FIG. 56 shows the atrial cuff/collar 116 wherein the shape
is petal-shaped having a plurality of flat radial covered
stellate loops. Similar to FIG. 55, in this embodiment, the
use of multiple radial loops allows the atrial gasket to match
the trabeculations of the atrial/annular tissue area.

FIG. 57 shows the atrial cuff/collar 116 wherein the shape
is petal-shaped having s plurality of flat radial covered
stellate loops illustrating how they can travel longitudinally
to effectuate sealing.

FIG. 58 shows the atrial cuff/collar 116 wherein the shape
is irregular or amoeboid. This type of customized atrial
cuff/collar may be useful where a specific pathology or
anatomy presents the need for a specific structural solution.

FIG. 59 shows the atrial cuff/collar 116 wherein the shape
is cup-shaped, or chair-shaped, known as cotyloid shaped. In
this embodiment, the anterior portion is positioned during
deployment adjacent to the aortic valve area and rises to
travel along the atrial wall to provide sealing without
obstruction. The posterior rounded portion then is seated and
covers the commissures and seals against leaking. Similar to
FIG. 53, in this embodiment, no additional cuff material is
provided near the zone of coaptation and the native leaflets
provide sufficient sealing against leaking.
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FIG. 60 shows the atrial cuff/collar 116 wherein the shape
is a partial half-round fan-shape. Similar to FIG. 50, the
rounded portion is seated into the valve annulus and covers
the posterior commissure while the missing portion avoids
obstruction by the lacking the surplus of gasket material that
would define an interfering structure.

FIG. 61 shows the atrial cuff/collar 116 with an upturned
flat U-shaped planar rectangle. In this embodiment, the
“short” sides are positioned anteriorly and posteriorly while
the upturned portions provide a tensioning surface against
the commissural area.

FIG. 62A shows a side view and FIG. 62B shows a front
perspective view of one embodiment showing the atrial
cuff/collar 116 attached to the stent body at a forward angle,
posterior to anterior.

Description of Improved Stent Figures

Referring now to the FIGURES, FIG. 63A is a perspective
view of the saddle shape of a native mitral valve leaflet
structure or of a prosthetic valve leaflet structure according
to the present invention. Thus, it becomes quickly apparent
that a standard prosthetic valve made only of a straight
tubular stent having flat bicuspid valve leaflets will impose
structural, and therefore functional limitations on any prior
standard devices. FIG. 63B is a drawing of the three-
dimensional relative position of the mitral valve compared
to the X-Y-Z axis and shows that the mitral valve is aligned
off-axis. Specifically, the mitral valve is (reference is made
to the FIG. 63B for a more accurate description) positioned
left of center along the horizontal X-axis and slightly rotated
around the X-axis, it is below center along the vertical Y-axis
and rotated slightly clockwise around the Y-axis, and it is
tipped slightly left to right around the Z-axis, all in a
structure that is roughly saddle-shaped. These teachings
applied to the preparation of a pre-configured/pre-contoured
stent provide one of the important features of the present
invention.

FIG. 63C is a drawing of a side view representation of a
mitral valve showing the range of movement of the anterior
and posterior leaflets from closed to opened. The larger
anterior leaflet (left) joins the smaller posterior leaflet (right)
at the beginning of ventricular systole (contraction) and
dashed lines represent the open mitral valve during passive
and active ventricular diastole (filling). As seen in FIG. 63C,
the anterior and posterior leaflets extend ventricularly to a
substantial degree.

FIG. 63D is a graphical three-dimensional representation
of a mitral valve with approximate orientation and sizes in
all three dimensions. FIG. 63D shows the saddle shaped
valve to be an average size of about 0.5 cm in height, about
6.0 cm from side to side, and about 1.5 cm in width. Of
course, this varies by patient and may also vary due to
pathological condition. Thus, a prosthetic stent must take
into consideration these factors to provide a prosthetic that
is nearly optimized to function as a healthy, native mitral
valve.

FIG. 64 is a drawing of the heart in cross-section showing
the positional relationship of the mitral and tricuspid valves
to the pulmonic and aortic arteries. FIG. 64 shows mitral
valve 218, tricuspid valve 220, aortic valve 222, and pul-
monic valve 224. FIG. 64 shows how a prosthetic mitral
valve that does not have a tailored, pre-contoured shape can
interfere with the operation of the other valves due to spatial
hindrances.

FIG. 65A is a perspective drawing of one embodiment
according to the present invention showing a prosthetic
mitral valve 110 having a kidney-shaped (epicyclic, car-
dioid) stent conformation 112 in cross-section with an atrial
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cuff 116, shown here as opaque for stent detail. Thus, having
a kidney-shaped stent body is intended to address LVOT
(left ventricular outflow tract) obstruction and other spatial
obstructions that would interfere with optimal valve func-
tion. Prosthetic valve leaflets 118 are shown in FIG. 65A as
positioned down within the stent body 112 a specific dis-
tance from the top.

FIG. 65B is a perspective drawing of one embodiment
according to the present invention illustrating a prosthetic
mitral valve 110 having a rounded-shape or oval-shape stent
112 conformation in cross-section with valve leaflets 118
positioned towards the middle-point halfway up within the
stent body 112, and with an atrial cuff 116, shown here as
opaque for stent detail.

FIG. 66 is a perspective drawing of one embodiment
according to the present invention showing a prosthetic
mitral valve 110 having a curved-tubular shape stent con-
formation 112 in cross-section with an atrial cuff 116, shown
here as opaque for stent detail. By curving away from
possible spatial obstruction, this stent shape is also intended
to address spatial valve or flow obstruction issues.

FIG. 67 is a perspective drawing of one embodiment
according to the present invention showing a prosthetic
mitral valve 110 having a rounded-shape or oval-shape stent
conformation 112 in cross-section with prosthetic valve
leaflets 118 positioned high in the stent toward the atrial end
of the stent body, and an atrial cuff 116, shown here as
opaque for stent detail. FIG. 67 shows an embodiment
having a low-profile as to the height of the device. This
embodiment is intended to have a stent body 112 that will
remain substantially within the annular space and does not
extend beyond the distance of the open native valve leaflets
(not pictured). Further, having the prosthetic valve leaflets
118 positioned high within the stent body 112 provides
additional advantages over prosthetic valves where the pros-
thetic valve leaflets are located further down within the stent
body.

FIG. 68 is a perspective drawing of one embodiment
according to the present invention showing a prosthetic
mitral valve 110 having a stent body 112 made from both
braided wire 228 (atrial end) and laser-cut metal 226 (annu-
lar or ventricular end), and an uncovered atrial cuff 116.

FIG. 69 is a perspective drawing of one embodiment
according to the present invention showing a prosthetic
mitral valve 110 having a stent body 112 made from both
laser-cut metal 226 (atrial end) and braided wire 228 (annu-
lar or ventricular end), and without an atrial cuff.

As stated, the stent may be an expandable laser cut stent
or an expandable braided stent and may be constructed of
Martensitic or super elastic metal alloys. The stent/valve
assembly may be compressed along its longitudinal axis and
will fit into a catheter-based stent delivery system. When the
stent/valve is delivered to the location where it is to be
installed, it is expelled from the catheter by an obturator and
deposited at the site where it is to be deployed.

The stent may include a plurality of tether attachments
upon which a tether may be connected. The leaflet assembly
is a separate but integrated structure that is disposed within
the stent body. Leaflet assembly functions to provide the
structure upon which the valve leaflets or cusps are located.
Leaflet assembly may be made entirely of stabilized tissue or
it may be a combination wire and tissue structure. It is
contemplated as within the scope of the invention that
different qualities of stabilized tissue, i.e. thin or thick,
structurally rigid or flexible as it may be, may be used for the
different components of the cuff covering, the stent cover-
ing, the leaflet assembly and the leaflets.
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Prosthetic heart valve may also include a cuff. In one
embodiment, the cuff “wire form™ is an extension of the
stent itself, where the stent has been heated and manipulated
upon a form to create the extended spindles of the flat, collar
plate of the cuff. In another embodiment, the cuff “wire
form” is made separate from the stent and attached as a flat
collar plate with independent loops of wire that create lobes
or segments extending radially/axially around the circum-
ference of the inner rim, the joint where the cuff meets the
tubular stent.

As contemplated, the deployment of one embodiment of
a prosthetic valve according to the present invention
includes an embodiment of a delivery catheter according to
the present invention containing a pre-loaded prosthetic
valve which is being pushed out of the delivery catheter, i.e.
by an obturator, starting with (A) the valve completely
within the catheter, (B) the cuff portion being in view, (C)
the stent body following, and (D) the prosthetic valve with
attached tethers for positioning and/or adjustment and/or
securing the valve to tissue.

Description of Narrow Gauge Stent Figures

Referring now to the FIGURES, FIG. 70 is a line drawing
evidencing the native mitral valve 218 without a prosthetic
implant. Anterior leaflet 230, posterior leaflet 232, antero-
lateral commissures 234 and posterior commissures 236 are
shown. The tips of the anterior and posterior commissures
have been marked for reference.

FIG. 71 shows how a prosthetic valve 110 that is sized
solely based on the native annulus results in an over-sized
prosthetic valve that stretches or tears the native commis-
sures 234 and 236 open, preventing them from performing
their native sealing, which is often not overly affected in
pathological conditions and may retain some native sealing
function.

FIG. 72 shows how a prosthetic mitral valve 110 that is
sized to avoid interaction with or deformation of the com-
missures can be used to treat mitral regurgitation at the
central jet, without having the solution, the valve, cause
addition problems itself. Note how anterolateral commissure
234 defined by P1-A1 portions of the leaflet remain intact for
sealing, and how posteromedial commissure 236 defined by
P3-A3 portions of the leaflet also remain intact for sealing.

FIG. 73 shows an even narrower diameter prosthetic
valve 110 being used, especially in a functional mitral
regurgitation patient that does not need necessarily 100%
sealing to achieve beneficial effects of the implant. Note also
that prosthetic valves may be configured to have 2-; 3-, or
4-leaflet valve structures.

FIG. 74 shows how the hyperbolic paraboloid shape of the
native mitral valve yields different diameters, whether pos-
terior to anterior, or longitudinal along the line of the cusp
interface. Here, the goal of avoiding deformation of the
commissural leaflets is exemplified, without necessarily
limiting the invention herein, as a mathematical ratio
whereby line a-a exemplifies a diameter that is too large, but
that line c-c, across the cross-section of the leaflets, illus-
trates one preferred example of the invention.

FIG. 75 shows how an over-large valve extends beyond
line c-c, and could, if the longest diameter were inadver-
tently used, the full diameter of the native annulus line a-a,
that it extends even further beyond what is believed to be too
large of a valve diameter (in some situations).

FIG. 76 and FIG. 77 show positive examples of the
concept disclosed herein, where the diameter is either equal
to or less than the cross-section diameter of the native
annulus from posterior to anterior side.
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FIG. 78 shows one non-limiting embodiment of the
prosthetic valve 110 which has been deployed in the native
mitral annulus. FIG. 9 shows cuff 116 and stent body 112,
along with tethers 138 and epicardial anchor 140. The
dashed line illustrates how the present invention may be
constructed having a significantly narrower stent body that
standard prosthetic valves of the this class, while maintain-
ing standard-sized cuff, internal valve assembly, and tether
features.

In this embodiment of a prosthetic heart valve according
to the present invention, there is a tubular stent having tether
attachment structures at one end and tubular stent is attached
to cuff at the other end. Leaflet assembly (not shown) is
disposed within stent and supports leaflets (also not shown).
Cuff has independent articulating loops of wire and a cov-
ering.

As stated, tubular stent 112 may be an expandable laser
cut stent or an expandable braided stent. Tubular stent 112
may be constructed of Martensitic or super elastic metal
alloys. Tubular stent 112 may be compressed along its
longitudinal axis and will fit into a catheter-based stent
delivery system. When the tubular stent 112 is delivered to
the location where it is to be installed, it is expelled from the
catheter by an obturator and deposited at the site where it is
to be deployed.

Tubular stent 112 includes a plurality of tether attach-
ments 138 upon which a tether, shown, may be connected.
FIG. 78 shows an embodiment having three tether attach-
ments 138 which are integrated into the distal portion of the
stent. In this embodiment, the tethers extend from the stent,
through the pericardial and epicardial tissue and are tied off
at a pledget, button or similar type of anchor 140 on the
outside of the heart. Such anchor 140 may itself be com-
prised of or covered with stabilized tissue.

Leaflet assembly 118 is a separate but integrated structure
that is disposed within the stent. Leaflet assembly 118
functions to provide the structure upon which the valve
leaflets or cusps are located. Leaflet assembly 118 may be
made entirely of stabilized tissue and/or polymeric fabric, or
it may be a combination wire and tissue/fabric structure.
Where leaflet assembly is composed entirely of tissue, it is
contemplated that the leaflet assembly, leaflet support struc-
ture, and leaflets or cusps are made from tissue. It is
contemplated as within the scope of the invention that
different qualities of stabilized tissue, i.e. thin or thick,
structurally rigid or flexible as it may be, may be used for the
different components of the cuff covering, the stent cover-
ing, the leaflet assembly and the leaflets. Where leaflet
assembly 118 is composed of wire and tissue, it contem-
plated that assembly or support(s), or both, may be made
from wire, and the cusps would necessarily be made from
tissue.

In one embodiment, the cuff wire form 116 is an extension
of the stent 112, where the stent has been heated and
manipulated upon a form to create the extended spindles of
the flat, collar plate of the cuff. In another embodiment, the
cuff wire form 116 is made separate from the stent 112 and
attached as a flat collar plate constructed to include an inner
rim and an outer rim, with independent loops of wire that
create lobes or segments extending axially around the cir-
cumference of the inner rim, the joint where the cuff meets
the tubular stent.

INCORPORATION AND EQUIVALENTS

The references recited herein are incorporated herein in
their entirety, particularly as they relate to teaching the level
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of ordinary skill in this art and for any disclosure necessary
for the commoner understanding of the subject matter of the
claimed invention. It will be clear to a person of ordinary
skill in the art that the above embodiments may be altered or
that insubstantial changes may be made without departing
from the scope of the invention. Accordingly, the scope of
the invention is determined by the scope of the following
claims and their equitable Equivalents.

What is claimed is:

1. A prosthetic valve for implantation in a native valve
annulus between an atrium and a ventricle of a heart
comprising:

a self-expanding tubular stent having an atrium end and

an opposite, ventricle end;

a set of valve leaflets disposed in the stent and configured
to permit blood flow from the atrium end to the
ventricle end of the stent and to inhibit blood flow from
the ventricle end to the atrium end;

a collar disposed around the stent, having a ventricle end
coupled to the ventricle end of the stent and extending
axially along, and diverging radially away from, the
stent towards an opposite, atrium end, the collar being
formed from a web of shape-memory material covered
by one of a stabilized tissue and a synthetic material,

the prosthetic valve configured to be disposed in the
native valve annulus with the collar engaging the native
valve annulus between the atrium end and ventricle end
of the collar, with the atrium end of the collar disposed
on the atrium side of the native annulus.

2. The prosthetic valve of claim 1, wherein the collar is
configured to conform to the irregularities of the atrium and
the shape of the native annulus and to provide a seal against
the atrial tissue adjacent the native annulus when implanted
therein to inhibit perivalvular leakage of blood around the
prosthetic valve.

3. The prosthetic valve of claim 1, wherein the collar is
formed separately from the stent and attached to the stent.

4. The prosthetic valve of claim 1, wherein the collar is
formed as from loops of wire.

5. The prosthetic valve of claim 1, wherein the collar is
constructed from an attached panel formed of fabric.

6. The prosthetic valve of claim 1, wherein the collar is
configured to flex laterally in response to lateral pressure
exerted on the collar by native annular tissue.

7. The prosthetic valve of claim 1, wherein each of the
stent and the collar is formed by laser-cut stunt technology.

8. The prosthetic valve of claim 7, wherein the stent and
the collar are manufactured as a unitary laser cut stent-collar
construction.

9. The prosthetic valve of claim 1, further comprising a
delivery catheter for delivering the prosthetic valve to the
native valve annulus via an apical approach, the prosthetic
valve being contained within the delivery catheter.

10. The prosthetic vale of claim 1, wherein the collar has
a maximum diameter at the atrial end of the collar.

11. The prosthetic valve of claim 1, wherein the collar
includes a circular support structure formed as a series of
loops, and formed as an independent structure and attached
to the other part of the collar at the atrial end thereof.

12. The prosthetic valve of claim 11, wherein the circular
support structure is covered by tissue.

13. The prosthetic valve of claim 1, wherein the collar is
configured to provide a lateral annular compressive force
against the native valve annulus when implanted in the
native valve annulus to immobilize the prosthetic valve and
provide a seal between the atrium and the ventricle of the
heart.
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14. The prosthetic valve of claim 1, wherein the collar is
D-shaped.

15. A prosthetic valve for implantation in a native valve
annulus between an atrium and a ventricle of a heart
comprising:

a self-expanding tubular stent having an atrium end and

an opposite, ventricle end;

a set of valve leaflets disposed in the stent and configured
to permit blood flow from the atrium end to the
ventricle end of the stent and to inhibit blood flow from
the ventricle end to the atrium end;

a collar disposed around the stent, having a ventricle end
coupled to the ventricle end of the stent and extending
axially along, and diverging radially away from, the
stent towards an opposite, atrium end, the collar being
formed from loops of wire,

the prosthetic valve configured to be disposed in the
native valve annulus with the collar engaging the native
valve annulus between the atrium end and ventricle end
of the collar, with the atrium end of the collar disposed
on the atrium side of the native annulus.

16. The prosthetic valve of claim 15, wherein the collar is
configured to conform to the irregularities of the atrium and
the shape of the native annulus and to provide a seal against
the atrial tissue adjacent the native annulus when implanted
therein to inhibit perivalvular leakage of blood around the
prosthetic valve.

17. The prosthetic valve of claim 15, wherein the collar is
formed separately from the stent and attached to the stent.

18. The prosthetic valve of claim 15, wherein the stent and
the collar are manufactured as a unitary laser cut stent-collar
construction.

19. The prosthetic valve of claim 15, wherein the collar
has a maximum diameter at the atrial end of the collar.

20. The prosthetic valve of claim 15, wherein the collar
includes a circular support structure formed from the loops
of wire and formed as an independent structure and attached
to the other part of the collar at the atrial end thereof.

21. The prosthetic valve of claim 20, wherein the circular
support structure is covered by tissue.

22. The prosthetic valve of claim 15, wherein the collar is
covered by one of a stabilized tissue and a synthetic mate-
rial.
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23. A prosthetic valve for implantation in a native valve
annulus between an atrium and a ventricle of a heart
comprising:

a self-expanding tubular stent having an atrium end and

an opposite, ventricle end;

a set of valve leaflets disposed in the stent and configured
to permit blood flow from the atrium end to the
ventricle end of the stent and to inhibit blood flow from
the ventricle end to the atrium end;

a collar disposed around the stent, having a ventricle end
coupled to the ventricle end of the stent and extending
axially along, and diverging radially away from, the
stent towards an opposite, atrium end, the collar includ-
ing a circular support structure forming as a series of
loops and formed as an independent structure and
attached to the other part of the collar at the atrial end
thereof,

the prosthetic valve configured to be disposed in the
native valve annulus with the collar engaging the native
valve annulus between the atrium end and ventricle end
of the collar, with the atrium end of the collar disposed
on the atrium side of the native annulus.

24. The prosthetic valve of claim 23, wherein the collar is
configured to conform to the irregularities of the atrium and
the shape of the native annulus and to provide a seal against
the atrial tissue adjacent the native annulus when implanted
therein to inhibit perivalvular leakage of blood around the
prosthetic valve.

25. The prosthetic valve of claim 23, wherein the collar is
formed separately from the stent and attached to the stent.

26. The prosthetic valve of claim 23, wherein the stent and
the collar are manufactured as a unitary laser cut stent-collar
construction.

27. The prosthetic valve of claim 23, wherein the collar
has a maximum diameter at the atrial end of the collar.

28. The prosthetic valve of claim 23, wherein the circular
support structure is covered by tissue.

29. The prosthetic valve of claim 23, wherein the collar is
covered by one of a stabilized tissue and a synthetic mate-
rial.
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